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I. INTRODUCTION 


This effort was undertaken as one part of an on-going 
research project at the Naval Postgraduate School (NPS) that 
1S concerned with investigating the effects of adding metal 
particles to rocket fuel for the purpose of improving engine 
performance. TO more accurately model the combustion 
process of the added metal particles and predict their 
affect on engine performance, the particle size distribution 
as a function of axial position in the engine during the 
burn cycle is needed. This data is essential to the study 
Semparticle additives, but it is difficult to obtain. 

Presently, different approaches are being explored to 
Shlain this information. These include using high speed 
motion pictures, scanning electron microscope analysis, 
scattered laser light measurement of volume-to-surface mean 
diameter (D32), and holograms. [Ref. 1] 

The technique that is being evaluated in this thesis is 
analysis of the holograms. A hologram of the combustion 
products is made during the burn cycle and is later 
reconstructed for analysis with the Quantimet 720 Image 
Analyser. Glass windows in the rocket's walls allow 
Beording the hologram during the burn. A one joule, 50 
nanosecond pulse from a ruby Е 15 used to produce the 


hologram. This laser operates at a wavelength of 694.3 


13 


nanometers and has a 3.2 centimeter beamwidth. In order to 
reconstruct the hologram, the developed hologram plate is 
positioned inside a holocamera box, (Figure 1.1), which is 
mounted on top of a motorized XYZ stage. The reconstruction 
laser beam impinges the glass plate at an angle of 60 
degrees and projects the reconstructed image outside the box 
for viewing by the microscope and subsequent analysis. A 
one-half watt krypton-argon laser operating at a wavelength 
of 647.1 nanometers is used as the reconstruction laser. It 
was selected to approximate the recording laser's operating 
wavelength to minimize distortions during reconstruction. 
The use of the motorized XYZ stage exploits the 3-р 
characteristics of the hologram and permits positioning the 


image by remote control. 
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Figure l.l Hologram Reconstruction 
([Ref£. 2, Figure 32| 
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Previous work at NPS, (Кек. 2], was devoted to 
installing the Quantimet and investigating its capabilities 
for acquiring the desired particle size distribution from 
the hologram. During this previous effort, considerable 
obstacles were encountered while using the Quantimet to 
analyze the holograms. These were primarily concerned with 
the quality of the holographic image. The Quantimet 
performs measurements based on gray levels where objects are 
distinguished from the background by a distinct change in 
gray level. This requires an image with sufficient contrast 
and resolution. The dominant problems with the holograms 
are the speckle pattern throughout the image, and inadequate 
and uneven brightness of the image, which are aggravated by 
the presence of smoke. These are described in detail in 
References 1, 2, and 3. The affect of these problems was 
magnified by being limited to using the Quantimet in manual 
mode. 

AS a continuation of the previous work, the objective 
of this thesis was to implement computer control of the 
Quantimet in order to investigate the capabilities of this 
mode to overcome the difficulties involved with analyzing 
the holograms. This required interfacing the image analyzer 
with a digital computer and then developing procedures for 
analyzing the image data. Establishing a reliable interface 
between ане two machines became a major obstacle in this 


effort, and consequently consumed most of the time. Once 
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the computer interface was established, work began on using 
the Quantimet in the computer-controlled mode to 
automatically obtain particle size distributions. Good 
results ‘were obtained when a clean, sharp image was used 
with adequate illumination, contrast, and resolution. 
However, the problems inherent with the holographic images 
remain to be substantial. 

The remainder of this thesis is divided into six 
chapters. Chapter II describes the Quantimet 720, its 
modules and their capabilities, and Chapter III describes 
the computer system. Chapter IV contains a description of 
the problems encountered in implementing the interface 
between the two machines; and Chapter V contains procedures 
for uSing the Quantimet in the computer-controlled mode. 
The information contained in these chapters applies to the 
system as used at NPS. Additional information for the 
Quantimet can be found in References 4, 5, and 6; and for 
the computer in References 7, 8, and 9. Chapter VI contains 
results obtained from using the system to analyze a 
calibration standard reticle. Chapter VII contains 


concluding remarks. 
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II. THE NPS QUANTIMET 720 SYSTEM 23 


The Quantimet 720 Series 20 System 23 is a modular, 
high-resolution,  television-type image analyzing system 
capable of being computer-controlled to perform a wide 
variety’ of image analysis tasks. Its modules are designed 
to permit different configurations so that the system's 
capabilities may be adapted to meet the specific needs of a 
particular imaging problem. 

The System 23 is supplied with software in the form of 
a Standard Routine and Macro assembly language routines. 
The Standard Routine performs measurements tasks Бу 
interpreting the keys of a computer keyboard as image 
analysis instructions. The Macro routines are the same as 
those used in the Standard Routine and may be combined into 
libraries suitable for a system's particular configuration 
and then linked to FORTRAN or BASIC programs. 

The NPS System 23 contains twelve modules and can make 
a number of measurements according to gray levels, sizes, 
and shapes; and simultaneously display the results. It can 
also be computer-controlled and can digitize the video image 
for transfer and storage. The following sections describe 


the measurement process, the modules, and the software. 


ШЕТ 


А. FRAMES 

The Quantimet 720 provides displays and measurements on 
the basis of frames. The two categories of frames are 
physical -and measurement. There are six physical frames 
which are labeled scan, video, big, small, variable, and 
smashed; these are portrayed in Figure 2.1. Тһе scan frame 
is the actual area of the camera's scanning field; however, 
some of this frame is lost during the process of 
establishing the others, so the displayed video image is as 
defined by the video frame. The big frame and small frame 
are standard-sized frame areas within the video frame and 


are used to determine the detection and measurement regions. 
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Figure 2.1 Quantimet 720 Frames 
[Ref. 4, Figure 6.1] 
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The smashed frame and variable frame are derived from the 
standard size frames and provide a detection area consisting 
of adjustable width horizontal strips and a measurement 
region that may be any position or size within the detection 
area. 

The physical frames are combined to provide two 
measurement frames: blank frame and live frame. The blank 
frame area is used to define the detected image; and the 
live frame area is used to perform measurements and provide 
the computed image display. The area in between the blank 
frame and live frame is called the guard region and is used 
as a buffer zone to prevent counting features twice when the 
image is moved. 

In the NPS system the blank frame is derived from the 
big frame; and the live frame may be switched between the 


small frame and the variable frame. 


Б MEASUREMENTS 

The Quantimet 720 is designed to perform geometric or 
densitometric measurements that can be either field- or 
feature-specific. The source of data for all measurements 
15 the detected image. 

The present application 15 сопсегпеа only with 
geometric measurements. Field-specific and feature-specific 
measurements are distinguished in the following way. Field 


data is obtained from all detected picture points inside the 
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live frame area. Feature-specific data is obtained from all 
detected picture points for those individual objects that 
have their anticoincidence point (ACP) inside the live 
frame. An object's ACP is defined as the point just to the 
right of the object's lowest projection, on the first scan 


line below the object. This is illustrated in Figure 2.2. 





Figure 2.2 Anticoincidence Point 
(REF. 4, p. 14.9] 


Objects with their ACP inside the live frame are called 
features. Figure 2.3 illustrates the differences between 
field- and feature-specific measurements. 
1 Е Measurements 

The field data measurements available оп the 
Quantimet are area, perimeter, intercept, and count. Only 
area and count are relevant to the present application. The 
field measurement of area consists of all detected picture 
points within the live frame; and the count measurement is 


the number of features inside the live frame. These are 


illustrated in Figure 2.4. 
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Blank frame Blank frame 
Live frame (Detection (Detection Live frame 
(measurement area) area) (measurement 
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Figure 2.3 Comparison of Field and Feature Data 
[Ref. 5, Figure 1.5] 
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Figure 2.4 Geometric Field Measurements 
[Ref. 5, Figure 6.3] 
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The count measurement may be defined in a variety of ways. 
The ones germane to particle sizing are End Count and Full 
Feature Count. As depicted in Figure 2.5, the Full Feature 
Count identifies all contiguous objects as a single feature, 
whereas the End Count meaSurement can identify overlapped 
particles if they are oriented so that there are multiple 
downward projections. In the present application, where 
particle overlap ic frequent, the attributes of End Count 
are utilized to obtain more accurate size distributions. 


(See Figures 6.4 and 6.5.) 


0000006 0000000 00000 10 0000000 





Full Feature Count (a) End Count (b) 


Figure 2.5 Full Feature Count and End Count Measurements 
[Ref, 5, Figüre 6.1] 
2. Feature-specific Measurements 
The following feature measurements are provided by 
the Quantimet: area, perimeter, horizontal and vertical 
projections, and feret diameters at anqles of 0, 45, 90, and 
135 degrees relative to the horizontal scan lines. These 


are illustrated in Figure 2.6. The pertinent ones are area 
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and feret diameter. The area measurement comprises the 
number of detected picture points for all features in the 
live frame; and the feret diameter measurement contains the 


sum total of feret diameters for all features. 
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Figure 2.6 Geometric Feature Measurements 
(Re£. 10, p. 4] 
БІ oi zing Criteria 
The field and feature measurements can be subjected 
tO two kinds of sizing criteria, which are applied 
sequentially. 

The first sizing logic applied to the data is called 
emera sizing. An object's chord size is defined as the 
number of its detected picture points along a scan line, 
i.e., an object is composed of parallel horizontal chords. 
This logic is usually employed to reject objects that have a 


maximum chord length that is shorter than the sizer setting. 
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For example, in Figure 2.7 only the object with chord length 
greater than '€' is used in the measurement process. Chord 
sizing logic is useful to obtain particle size distribu. 
as a function of the features' maximum chord lengths, and to 


reject small spurious features that are produced by noise. 





Figure 2.7 Chord Sizing 
(Ref. 4, p. 14.9] 


The second kind of sizing logic is referred to as 
classifier sizing and it uses the selected measurement 
parameter as the basis for accepting features. This 
criteria selects only those features that possess the 
specified parameter size, e.g., area greater than fifty. 
This sizing logic has an upper and a lower limit setting so 
it can be applied as greater than, less than, or in between 
the settings. 

4. Pattern Recognition 

Pattern recognition involves selecting Or 
eliminating features on the basis of a measurement parameter 


Or a combination of parameters. The Quantimet 720 can be 
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provided with а Form Separator module that identifies 
features on the basis of the relation (A x в) /сп, which 1s 
called a form factor. A, B and C may be any measured 
parameter and 'n' may be 1, 2, or 3. The NPS System does 
not contain this module, but the System 23 software can 


accomplish the same result. 


а. MODULE DESCRIPTIONS 
The twelve modules constituting the NPS System 23 are 


listed below: 


System Control Function Computer 

Display Classifier-Collector 
Plumbicon Scanner Variable Frame and Scale 

1D Auto Detector МК] Frame Smasher 

Light Pen Control Interface 

MS3 Standard Analyser Field/Image/Feature Interface 


These modules are linked together by three categories of 
connections that are called standard rear connections, high 
level programming connections, and programmer control 
connections. 

The standard rear connections provide basic timing and 
logic signals between the modules. These are usually 
required connections for a group of modules. 

The high level programming connections are installation 
Or task dependent, e.g., these connections determine the 
blank and live frames and the placement of the Light Pen in 
the data path. 

The programmer connections provide for computer control 


of the modules by the Control Interface module. This module 
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was preceded by the Programmer module, which is no longer 
supported by the manufacturer. | 

The detailed list of all connections used in the NPS 
system 1S contained in Appendix F. 

The system has two fundamental modes of operation: 
manual and computer-controlled. The capabilities of each of 
these modes depend on the particular configuration of 
modules. 

A minimum system, which is depicted in Figure 2.8, 
consists of the scanner, system control, detector, and 
display modules; and is essential to all configurations. 


System Detector 
Control 


Scanner 
Microscope 


The scanner, directed by System Control, is coupled to the 

















detected display 






Display 





image display 


Figure 2.8 A Minimum System 23 


microscope to perform the vital function of converting E 
Optical image into the video signal for use in the detector. 
The detector provides the analog image display and the 
detected image display. All measurements are made from the 
detected image for all configurations. The only 


measurements produced by the minimum system are area and 


intercept. 
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The pattern recognition modules shown in Figure 2.9 аге 
added to obtain information on the basis of individual 
features within the detected display. These modules include 
the MS3 Standard Analyser, Function Computer and Classifier- 
шойестог. Also the Light Pen may be used to manually 
select features of interest. In this configuration the 
detected, data is passed on to the Light Pen which can be 
used to select features of interest, or if the pen is left 
in its holder all data is passed on for measurement. The 
MS3 subjects the detected data to chord sizing and provides 
field data that is passed on to the Function Computer and 
Classifier-Collector. It also acts as the first module in 
the computed display daisy chain. The Function Computer 
serves as the source of feature data and passes it on to the 
Classifier-Collector апа the computed display. The 
Classifier-Collector module subjects the feature data to 


Classifier sizing, and collects all field and feature data 


for input into the computed display. 


Detector Light Pen масава Classifier 
r 
Collector 


detected dispiay compated display 
Display 


Figure 2.9 System 23 with Pattern Recognition Modules 
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Additional measurement capabilities are obtained Бу 
selecting only portions of the measurement frames. This is 
accomplished by including the MKl1 Frame Smasher and the 
Variable Frame and Scale (VFS) modules as indicated in 
Figure 2.10. The Frame Smasher allows using the smashed 
frame to define the detector's blank frame; and, the VFS 
module provides the MS3 with a variable live frame and an 


'X' and 'Y' scale for display within the live frame. 


E Frame |... Variable X 
Smasher Frame и 
ЗЕН Detector Light Pen MS3 
Control 


detected displey computed displey 


. X 
Y 


Figure 2.10 System 23 with Frame Modules 
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Computer control and image transfer are achieved by 
including the Field/Image/Feature Interface (FIFI) and 
Control Interface (CIF) modules as shown in Figure 2.11. 
The CIF- transfers  program-controlled module function 
commands; and, the FIFI receives field and feature data from 
the Collector, digitized image data from the detector, and 


sends display data to be included in the computed display. 
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Detector Light Pen Manion Classifier 


Collector 


field data 


computed display 


Display 


digitized vídeo 





Figure 2.11 System 23 with Computer Interface Modules 


Figure 2.12 is a composite block diagram of the 
Quantimet modules as configured in the NPS system. A more 


detailed description of the modules follows. 
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ШӘ System Control 

This module provides the system's timing, controls 
the scanner, accumulates and provides for display of 
measurement results, and compensates for shading in the 
scanner image. An 8 megahertz clock is used to synchronize 
the modules and to provide a 720-line frame repetition rate 
EE Uo frames per second. At this speed, measurements can 
be obtained at a rate of about one per second. The clock is 
also routed to other modules to compensate for delays 
introduced by them in the data chain. For low light level 
situations the light integration for the Plumbicon Scanner 
may be increased from one frame scan to five or twenty-five 
frame scans, with a subsequent reduction in the measurement 
scan rate. Also an averaging facility may be used to 
average the results over sixteen measurement scans. 

An internal accumulator register provides a seven 
decimal digit result for displaying in the upper left corner 
of the screen. This register may be switched to provide a 
single result for each measurement scan or to accumulate 
results over many scans. System Control also accepts input 
from an external register to display in the upper right 
corner of the screen. The present configuration does not 
have an external accumulator so the right seven digit 
display is always zero. 

The shading corrector compensates for inconsistent 


Gray levels as a function of position in the frame due to 


ET 


uneven illumination of the specimen or uneven sensitivity іп 
the scanner face. 
2. Display 
-This module provides a 15 inch screen for the 
following displays: 
- Analog video image from the detector, 
- Detected image from the detector, 
- Computed display from the pattern recognition and FIFI 
modules, 
- 'X' and 'Y' graticules from the variable scale, 
- Two seven digit results' displays, and a 
- Guard region between the live and blank frames 
A connection is also provided for an external display. 
The displayed video image is 704 lines of 896 picture points 
equally spaced in the horizontal and vertical directions. 
The detected imaqe is displayed inside the blank frame and 
the computed imaqe is displayed inside the live frame. Each 
display may be turned on and its contrast adjusted 
independent of the others. The displayed images are not 
used to perform any measurements directly; however, proper 
contrast levels for the video image and detected drsplovM ss 
important when manually setting the detector thresholds. 
3. Plumbicon Scanner 
The scanner converts the optical image into the 
analog video image for use in the detector module. The 
Plumbicon Scanner is specifically designed for the Quantimet 
120: It differs from conventional television scanners Бу 


using a slow 720 line scan with no interlacing. This 


provides a higher signal to noise ratio which gives better 
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resolution and accuracy for stationary images. It has a 
peak spectral response for light at the 500 nanometer 
wavelength (green) and has a 22 millimeter field of view 
compared to the conventional 18 millimeter. 

4. 1D Auto Detector 

This module receives the analog video from the 
scanner, via System Control and provides the binary level 
detected image that 1s used for all System 23 measurements. 
It also digitizes the analog scanner image into sixty-four 
levels for transfer to a digital computer via the FIFI 
module. The primary purpose of this module is to provide 
for detection of objects by using two separate 64-level 
thresholds ranging from a black level of 0 to a white level 
of 63 with a one-half level offset to allow for continuous 
selection of the detection threshold. These thresholds may 
be selected automatically by the detector, remotely via the 
Control Interface, or manually. The detection logic may be 
Switched to provide for darker than, lighter than, or 
between (slice mode) the threshold selector settings. 

The detector module's designation, (ID ЛЕС 
represents its salient characteristic: It compensates for 
the non-ideal response of the scanner video to a sharp 
transition in brightness level Бу а process called 
autodelineation. This process effectively sharpens’ the 
video image so that the detected image is the same size as 


the original. As illustrated in Figure 2.13, the sScanner's 


jd 


video response (curve 'D') to a sharp transition in gray 
level is characterized by gradual slopes on its leading and 
trailing edges. This phenomenon smears the edges of the 
object and impedes proper selection of the detection 
threshold (line 'С'). An incorrect threshold will cause the 
detected image to be larger or smaller than the original 
image anes ЛА" апа "В", respectively). The auto- 
delineation process automatically enhances the video signal 
about the 50 percent point change in gray level and produces 
curve 'E' and a correctly-sized detected video signal. 

This correction is only provided in the horizontal 
direction IB: one dimension), so a correctly detected 
circular object appears to have its top and bottom 


flattened, (see Fig. A.1). 


VIDEO 
SIGNAL 





1 Scan LIne 
DETECTED 
МОЕ 
A. OVER DETECTED 954 
В. UNDER DETECTED D. SCANNER Мосо 
C, CORRECTLY DETECTED E. SQUARED VIDEO 


Figure 2.13  Autodelineation  [Ref. 5, ake a 34 
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5. Light Pen 
The Light Pen allows an operator to manually UM 
individual objects of interest for measurement. It may be 
used in one of two ways depending on its high level 
programming connections. First, it may be used to define 
the detector's blank frame; this method is called gated 
blank frame. The second way, which is the one used in the 
NPS system, is to use the Light Pen to select individual 
features for measurement by the Function Computer and 
Classifier-Collector via the Number 2 Key оп the М53 
Standard Analyser. Appendix B contains detailed procedures 
for using the Light Pen. 
6. MS3 Standard Analyser 
This module receives the detected image as input 
and subjects it to chord sizing logic. It then performs a 
field measurement task in the normal mode or it may be used 
in the pattern recognition mode to pass information to the 
Function Computer for feature-specific measurements, subject 
to the Light Pen selection logic. Features passing the MS3 
chord sizing logic are identified by a small rectangular 
Шаа" ас their ACP on the computed display, (see Fig. 2.3). 
7. Function Computer 
This module operates under control of the М53 
Standard Analyser in the pattern recognition mode and 
performs feature-specific measurements on the detected image 


that was subjected to the MS3 chord sizing logic and Light 
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Pen selection logic. The measurements for all features are 
performed within a single measurement scan. Displays of the 
measured parameter may be viewed on the computed display via 
the module's display push button. 

8. Classifier-Collector 

The Classifier and Collector modules are combined 
into one unit with the Classifier's controls and connections 
on the top and the Collector's on the bottom. 

The Classifier receives measurement data from the 
Function Computer and then subjects the results to sizinq 
logic: These results are then passed onto the Collector. 
Features passing the Classifier sizing logic are flagged on 
the computed display under control of the module's display 
Switch. 

The Collector receives data for those features 
passing the MS3 chord sizing logic and the Classifier sizing 
logic and releases the computed measurement for these 
features. The Collector also has the capability of 
selecting feature-specific measurements from a different 
Function Computer and also using the output from a Form 
separator module. However, neither of these is available in 
the NPS System. In the NPS System the Collector serves only 
to transfer field and feature measurements to the FIFI 
module. Features selected by the Collector may also Бе 


flagged using the Collector display switch. 
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9. Variable Frame and Scale 

This module provides a variable sized frame using 
one of the standard frames from system control, and vertical 
and horizontal graticules for display within the live frame 
area. The NPS system uses the standard small frame as the 
ВНЕ to this module. The output is then used as the 
measurement live frame. This module is used to define the 
appropriate size for the guard region between the blank and 
live frame and to determine the calibration factor for 
converting picture point size to physical unit size. 

10. MK1 Frame Smasher 

This module, which serves no significant purpose 
for the present application, is capable of dividing an input 
frame into variable width on/off horizontal strips. The 
blank frame is used as input for this module іп the NPS 
System. The on/off strips а По сласт пе бап object 
into a set of unique features, each of which is a horizontal 
Strip. (See Figure 2.14.) One application of this is 
storing image data as a set of horizontal chords and then 
later using the FIFI marker display facility to re-display 


the image. и = 


Figure 2.14 Quantization of Cbjects by Frame Smashing 
[Ref. 5, Figure 7.6] 
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D SYSTEM, 23C INTERFACE MODULES 

The System 23 image analyzers consist of three groups: 
the 23A, the 23B, anda the 23C. They are designed to be 
computer-controlled by a DEC PDP-11 running the RT-11 
operating system. The significant difference between the 
three systems is that the System 23C uses a Control 
Interface module while the 23A and 23B use a Mini Control 
Interface module. The NPS System is a small version of the 
23C. The standard System 23C contains additional modules. 

The Quantimet 720 System 23C accomplishes its interface 
with the computer through the Control Interface Module and 
Field/Image/Feature Interface Module. On the NPS System 23 
these provide for computer-controlled operation of all image 
measurement tasks except for focusing the image, moving the 
image, “апа selecting the size and position of the live 
frame. The former two may be performed remotely M the 
Newport Automatic Stage Controller. In addition tome 
measurement tasks the System 23C can transfer the digitized 
video image to the computer for digital image processing. 

1. Control Interface IP} 

The CIF provides for computer-controlled module 


Switching and sizing limit setting for the Quantimet 720 


modules. It also determines the beginning of the 
measurement scan . The CIF, when used in a standard System 
23C, transfers instructions to modules on twenty-five 


channels designated A through Y. 
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In the NPS system only a portion of the CIF 


connections are made. These are listed below in Table II.1. 


TABLE II.1 CONTROL INTERFACE CHANNELS 
Channel Module 


а. ........: Detector Threshold Selection 


AB 
ОШО ........М53 Function Selection 
АО в 


И ез еве. СО 1 е СЕО Function Selection 
DEEST LL... FIFI Function Selection 
K. Fuonctionicombpbuter Fonction Selection via FIFI 


Pelee. ec ewe eee o Detector Threshold Selection 


EM ss cece ee ee -LEtCector Threshold Selection 


КООШО ........М<53 Сһога Sizing 
Re... s. Classifier Sizing 


КОКО ........Соп%го!1 Bus Reset 
AW Me. oe Classifier Sizing 


ШОО .........5упсһгоп1т2е Transfers 


The module switching instructions are transferred 
On fourteen channels: ӘЙЕЛГЕ These channels use an 
octal code to define a module's function. The octal code 
corresponds to the weighted sum of selected bits in the 6- 
way CIF connections. The 6-way connections are labeled 
В, 3,16, and 32 corresponding to a radix 2 convention. 
These are represented in the software as octal 1,2,4,10,20, 


and 40. Some modules use only the four center bits of the 
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code and the function selected corresponds to the pictorial 
programmer code on the front panel of the module. As 
indicated in Figure 2.15, to select the vertical feret 
function an octal 34 is transferred over the control bus. 
The codes for all modules are contained in Appendix B of 


Reference 6. 
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Figure 2.15 Programmer Code for Function Computer 
(Ref. 4, TDS 722372] 

The sizing limits are transferred on six 32-way 
channels, O thru T, using the same numeric representation as 
used on the modules' thumbwheels. Channels U thru Y are 
used for single bit controls. 

The beginning of a measurement scan is initiated by 
use of the "auto" signal, which is routed through FIFI tO 
System Control in the NPS system. 

The following is a summary of the functions capable 


Of being selected by the Control Interface for each of the 


NPS System modules. 


a. System Control 


CIF is wired to initiate the measurement scan. 
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b. Display 
Мопе. 
С, Plumbicon Scanner 
None. 
d. 1D Auto Detector 
The CIF 1s used to transfer threshold selection 
commands to the detector. As seen in Table ІІ.1, three 
channels; A, I and K, are used for selecting the thresholds. 
These channels are used as indicated below: 


@eanne! A: All six bits are used to hold the threshold 
value. 


Channel I Bit 2: Load Selector A 
Bit 4: Load Selector B 
Bit 10: 6-Bit mode (active low) 


Channel K Bit 40: Keyboard - Selects detector's 
1nternal standard (active low). 


Channel A holds the desired threshold value ranging from 0 
to 63 in an octal format of 0 to 77. The decimal value can 
be viewed on the CIF display by selecting switch position 
A. Channel I is used to select the mode of threshold 
selection and which threshold to set. The mode may be 
either 6-Bit or not, and the threshold may be either A or 
B. Channel K is used to call the 1D Detector's automatic 
internal threshold for field or specimen standard detection 
levels. 
e. Light Pen 
The Light Pen may be wired to initiate the 


measurement scan if the CIF is not used in the system. 
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Е. MS3 Standard Analyser 

The CIF can be used to select the measurement 
mode, input video, and chord sizing value. The measurement 
modes are normal and pattern recognition. If the normal 
measurement mode is selected, then one of the four field 
measurement functions may be selected. The input video may 
be either normal or modified.- 

а. Function Computer 

The CIF transfers the measurement function 
selection corresponding to the programmer code on the 
module's front panel. This is transferred via the software 
codes connections on the FIFI module. This technique is 
useful to identify which Function Computer made the 
measurement when more than one is in the system. There is 
no obvious benefit from this in the NPS system. 

The volume function, which is a densitometric 
measurement, may be selected by the CIF; but, the NPS 
Function Computer does not contain the necessary components 
to accomplish the result. 

ne Classifier-Collector 

The CIF transfers function selection to the 
Collector. Valid functions in the NPS system are Function 
l, which is wired to the Function Computer, and Count. Two 
channels are used for setting the Classifier's lower sizing 
value. Channel © holds the value of the sizing and channel 


W is used to load it into the Classifier. 
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1. Variable Frame and Scale 
None. 
1. Frame Smasher 
None. 
Ko FIFI 
The CIF transfers mode Selection to the PIFI 
module, according to the programmer code on the module's 
front panel. 
2. Field/Image/Feature Interface (FIFI) 

The FIFI module provides the high speed interface 
for transferring measurement and image data to the computer 
uSing direct memory access (DMA). It also allows the 
computer to transfer data to the Quantimet display. The 
FIFI has four types of data transfer. These are field data 
transfer, feature data transfer, image data transfer, and 
display data transfer. 

All data transferred from FIFI to the computer is 
preceded by a header block that consists of ten 16-bit 
words. The header contains information that identifies the 
type of measurement, the number of Function Computers used 
(always one in the NPS System), the software code used, and 
the FIFI's thumbwheel positions. The header was developed 
primarily for use with magnetic tape storage and is ruc 


pertinent to the NPS systen. 
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а. Field Data Transfer 

Field data is routed to FIFI through ШЕ 
Classifier-Collector module. т consists of the 
measurement type and the result. This measurement value is 
transferred to the computer in two words following the 
header data. 

" b. Feature Data Transfer 

Feature data is also routed to FIFI through the 
Classifier-Collector module. The content ОЁ the 
transferred data depends on the position of the transfer 
mode switch on the rear panel. The switch determines if 
Only the feature measurement data, or only the feature 
location, ок both measurement and location data аге 
transferred. The latter is the setting in the NPS system. 
Feature data is transferred following the header in four- 
word blocks, one block per feature. In each block the 
first two words contain the feature ACP location; the 
second two words contain the measurement value. 

c. Image Data Transfer 

Image data is routed to FIFI from the 1D Auto 
Detector. The detector module digitizes the image to give 
a 6-bit, sixty-four gray level representation for each 
picture point in the blank frame. The FIFI module adds two 
more bits of information to each picture point: one bit to 
indicate if the picture point is inside the variable frame, 


and one bit to indicate if the picture point is part of the 
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detected image. The image data bytes are transferred 
following the header and a four-word block containing the 
location of the top left and bottom right corners of the 
variable frame. One column of асаа is transferred 
per measurement scan. 
S" Display Data Transfer 
й The computer can transfer one of two kinds of 

data per scan E displaying with the computed image 
display. These are alphanumeric data and marker data. 

Marker data consists OE variable length 
horizontal line segments and is transferred in a two-word 
block specifying the lines' left position and length. 

Alphanumeric data consists of ASCII character 
strings. Allowable characters are ASCII 40 through 137 
Wetal). Баел Character 1S displayed іп а 5 х 7 format 
inside an 8 x 16 picture point area. The string is 
transferred two characters per word and is preceded by two 


words containing the first character's location. 


ES QUANTIMET SYSTEM 23 SOFTWARE 

The System 23 software that is provided with the NPS 
System may be considered in three categories. These are the 
System 23 Standard Routine files, Quantimet Link Version 4.1 
files, and image transfer demonstration program files. 

DN tem 29 Standard Routine Files 

The System 23 Standard Routine software consists of 

the following three files: Q.SAV, CONFIG.SAV and Q2DAT.CAL. 
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The Q.SAV file is the Standard Routine. It is a stand- 
alone, intet acen executable program that interprets 
keyboard key strokes as measurement instructions. It is 
capable -of performing all the Quantimet meaSurements, but 
not image transfer. It allows for creating апа = со NG 
unique routines for accomplishing a particular measurement 
task and its capabilities may be supplemented by chaining to 
other user-developed programs. This allows one to perform 
image transfer operations while using the Standard Routine. 
The chaining operation is an RT-11 operating system feature 
and was not used in this effort. The program is supported 
by two manuals, [Refs. 11 and 12], that provide a 
description of the routine and instructions for performing 
the meaSurement tasks. Details for using the Standard 
Routine in the NPS system are ESSE in Section VBE 

The CONFIG.SAV program is an interactive program used 
to define the configuration of the system and default 
calibration values used by the Standard Routine. It conveys 
the calibration information to the Standard Routine by 
producing the file Q2DAT.CAL, which is read by the Standard 
Routine. No description of the program is provided in the 
manufacturer's documentation, [Ref. 13]: but, when the 
program is run, a Help option is offered that describes the 
purpose of the Routine. Other options offered are Summary 
and Alter. The Summary option provides the present status 


of all settings and the Alter option allows, changes to be 
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made to the settings. Details of these options and the 
present configuration status are included in Appendix D. 
2. QLINK V4.1 Files 
-These files, which are not required in order to use 
the Standard Routine, are provided as a supplement to the 
Standard System 23 software. They include the assembly 
language routines necessary to accomplish the Quantimet 720 
image analysis operations, and test programs to isolate 
faults in the interface modules. 
a. source Programs 

Sixty-two Macro assembly language routines are 
provided for use with user developed programs. Instructions 
for using the source routines are included in two manuals: 
one for BASIC and one for FORTRAN applications, [Ref. 6]. 
User developed programs may be written to perform in a stand 
alone manner or to be chained to the Standard Routine. Only 
stand alone FORTRAN programs were considered in this effort. 

The assembly language routines are linked to 
the calling FORTRAN program in the form of libraries. The 
four standard libraries that are provided with the CLINK 
files are listed and described below: 


OLIBDC.OBJ - applicable to NPS 


OLIBDN.OBJ 
OLNBDC.OBJ - applicable to NPS 
OLNBDN.OBJ 
By using the following CDIterras, the 


EEPEDPEIlIate library is chosen according to the particular 
system 23 configuration and the function being performed. 
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The third letter in the file name, either 'I' 
or 'N', indicates whether testing routines are included. If 
'I' is used, the testing routines are included and are 
useful during program development to assist in isolating 
errors. Once the errors are resolved, the 'N' libraries may 
be used to provide faster execution and less storage 
requirements. 

The sixth letter in the file name, either "С" 
or 'N', designates whether a Control Interface or Mini 
Control Interface 1s used in the system, respectively. Тһе 
NPS system contains the Control Interface module, therefore 
a 'C' library is used. 

The OLIBDC library was used to develop test 
programs during the implementation of the computer interface 
and for linking with: the demonstration programs. 

Appendix C contains instructions for linking 
the libraries in the NPS system. 

b. Control Interface Test Program 

The CIF test program, TCIF2.SAV, із ргоўтаестшаме 
check out the operation of the CIF module. The program is 
Supported by a user's guide, [Ref. 14], that proved useful 
in resolving the problems encountered when implementing the 
computer interface. The program consists of four tasks 
designated Test 1 through Test 4. 

Test l provides the means to directly transfer 


module setting and measurement scan instructions over the 
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control bus to quickly ascertain the operational status of 
eae CIF. It also includes commands for transferring data 
with the FIFI module; these proved especially useful in 
understanding the FIFI data transfer operations and finally 
resolving the computer interface problems. This is 
discussed further in Section IV. 

қ Test 2 verifies that the interrupt vector for 
NNENDRII-C is correct, i.e., 300; (see Section III.B). 

Test 3 determines what devices are connected to 
the DRll-C control bus. In the NPS system only the CIF is 
connected to the DRll-C and its address designation is "А". 
Recall that all the CIF channels listed in Table II.1 were 
preceded with the letter "А". Other Quantimets may have 
additional devices connected to the DR11-C control bus, such 
aS an X-Y Stage controller; these would be assigned to other 
addresses. 

Test 4 determines the state of the CIF extended 
busy signal. This Signal is only relevant to systems with 
input peripherals under computer control, (such as an X-Y 
Stage or Auto Focus), and serves to delay measurements until 
the peripheral is in position. This 1S not applicable to 
the NPS system, and the correct status of the signal is 
uncertain. The program's response is always 'busy', but 


this has no apparent effect on the system. 


49 


с. FIFI Test Program 

This program, FTEST.SAV, is used to check aaen 
the operation of the FIFI module. Five documents are 
avallable with the NPS system to support this program: 
[Refs. 15,16,17,18, and 19]. These manuals аге асе гсш ss 
use because they contain a lot of information that 1$ 
inapplicable to the NPS system, and at times all four must 
be used tO ascertain the proper test procedure. 
Consequently, running FTEST is very complicated. 

The program contains ten tests that may be 
operated with or without the CIF module. Only seven of 
these may be performed on the NPS system; the other three 
require special test apparatus that is not available. The 


seven tests applicable to the NPS system are listed below: 


Test 1 Function Selection Code Transfer 
Test 2 Interrupt Handling 

Test 3 Field Data Transfer 

Test 4 Display Data Transfer 

Test 5 Header Transfer 

Test 6 Feature Data Transfer 

Test 8 Image Data Transfer 


Test 1 checks the function code that FIFI 
transfers to the DRll-B's status and command register to 
define the type of transfer that will be made (see Section 
ТЕГЕ These codes are output to the computer terminal 
corresponding to the FIFI modules switch position. 

Test 2 checks for proper handling of lnterrüpi s 
between the FIFI and 0811-в. The response that indicates 


proper operation is nothing until the test is terminated by 
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па <cOntrol P>. The terminal will then receive the scan 
count. This count should reflect the time lapsed during the 
test, in seconds, multiplied by the frame repetition rate of 
10.8 frames per second. Improper operation causes an error 
message to be output. These are described in detail in the 
references. 

р Test 3 verifies proper operation of field data 
transfer by checking that the number of words transferred is 
twelve and that the software code in the heading block is 
K rieldq data. The field data is output to the terminal. 

Test 4 1S an extensive test that checks the 
Operation of all FIFI operations. This is the only test 
that contains display data transfer exercises. 

Test 5 checks. for correct contents of the ten 
word header block. It checks the number of words 
transferred, verifies that the first word iS minus one and 
then outputs the header data in decimal and binary form to 
the Cuantimet display. 

Test 6 pertains to feature data. It does not 
perform any checks, but provides a display of the feature's 
location and measurement value on the Cuantimet Display. 

Test 8 performs an image transfer operation of 
EMI x 21 picture point area and allows for displaying “ог 


printing selected bits of the data. 
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3. Image Transfer Demonstration Programs 
The following FORTRAN and BASIC programs аге 


provided with the System 23 software: 


(1) GRYIMG.FOR (6) OLDEM1. BAS 
(2) REDIMG.FOR (7) OLDEM2.BAS 
(3) "DETING SPOR (8) QLDEM3. BAS 
(4) DENIMG.FOR (9) QLDEM4.RAS 


(5) FTRDEM.FOR 
ОЕ these only (1) thru (4) are mentioned іп the 
documentation, [Ref. 12]. The FORTRAN programs were run in 
a stand-alone mode to determine the correct compiling and 
library linking process, and to observe the program results. 

Programs (1),(2), and (3) output image data to the 
terminal in a two-dimensional format that resembles the 
displayed image. The GRYIMG.FOR program prints out the 
decimal gray level for each picture point inside the live 
frame. REDIMG.FOR prints out the gray level for each 
picture point also; but, in a character coded format. The 
DETIMG.FOR program prints out the detected image that 165 
inside the live frame as 'X' for detected and ‘blank space' 
for undetected. 

The other two FORTRAN programs provide Ooutpu Gwen 
the Quantimet display. DENIMG.FOR gives a histogram of the 
gray levels contained inside the live frame. FTRDEM.FOR 
performs a feature measurement task and then labels each 
feature with its corresponding measurement ; e.g., area, at 


1Е° АСР. 
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Е SUMMARY 

The first of the two machines pertinent to this 
research has been presented in this chapter. The discussion 
has addressed the Quantimet's capabilities in terms of its 
measurement techniques, its hardware, and its software. Тһе 
next step is to present the second machine, the computer, 


which is used to run the software and control the 


measurement process., 
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ТТТ. THE NPS PDP-11/04 COMPUTER SYSTEM 


The- NPS computer system consists ОҒ а DEC PDP-11/04 
computer running the RT-11 operating system, a Qualogy DSD 
080 Winchester hard disk and floppy disk for storage, and a 
DEC LA36 Decwriter terminal for entering and printing data. 
A DEC VT220 terminal may also be connected to the system, 
but it is not compatible with the System 23 Standard 


Routine. 


A. PDP-11/04 COMPUTER COMPONENTS 
The PDP-11/04 computer is a 16-Ьі word machine 
designed so that all components are connected to a single 
bus called the Unibus. The NPS computer system consists of 
the following modules which are connected to the bus on two 
backplanes, (a nine slot DDl11-PK and a four slot DD11-CK), 
inside the BAl11-K mounting box as illustrated in Figure 3.1. 
1. Central ү Unit (CED) 
The CPU used in the PDP-11/04 is the FDl1l-D mounted 
in a single module designated as M7263. 
2. Memory 
Two l6Kword MOS memory boards, each designated as 
MS11-SP, are mounted on two M7847 modules to provide 28K for 


program memory and 4K frorn pui OUTPUT 
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ROW SLOT 


A B С р E F 
М7263 (KD11-D) СРО | 1 
M7847 16К MOS MEMORY 2 








M7847 16K MOS MEMORY 





3 

БЕС. | 3764 4 

| 
M7850 DSD 8830 6 










9 
M920 BLANK SPACE 10 
BUS JUMPER 
A 





*Modules in slots 11-14 constitute the DR11-B 


M113 m3 
M239 14 
Figure 3.1  PDP-11/04 Module Configuration 


25 


3. Terminal Interface 
A 3764 serial ес С board 1S used instead of a 
DLI1-W to connect one of four terminals to the Unibus via a 
four position Inmac switch. 
4. Bootstrap/Terminator 
An M9312 is used instead of the DEC standard M9301 
Bootstrap/Terminator. 
Be. Parit Controller 
The M7850 parity controller generates and checks 
parity on stored data and also contains a l6-bit control and 
status register (CSR). 
6. Storage Medium 
A DSD 2830 interface board provides the link to the 
hard and floppy disks. This board emulates both the DEC 
RX02 and RLO2 devices. It also оре the system's 
bootstrap at location 771000. 
7. Programmer's Console 
The programmer's console is designated as КҮ11-ГВ 
and 1S connected to the Unibus via an interface module, 
M7859. The console contains the power switch, a switch 
register, a six-digit seven-segment display, and a keypad 
for “controlling the computer and examining data or 
addresses. The key pad is used for booting the system in 


the present setup. 
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8. General Device Interface (DRI1-C) 

The DR11-C is contained in a single module, M7860, 
for linking the Quantimet System 23C Control Interface 
module to the Unibus. (See Section B of this chapter.) 

9. Bus Grant Jumper G727 

This is placed in the open small peripheral 

controller (SPC) section in slot nine to provide сені СУ. 
ШО. Direct Memory Access Interface DR11-B 

The DR11-B consists of a set of modules confined to 
the four slot DD11-CK backplane which is connected to the 
nine slot DD1l1-PK backplane via a M920 Bus Jumper. This 
interface links the FIFI module in the Quantimet System 23C 
to the Unibus. (See Section C of this chapter.) 

ШІ, Puofrerminaror 


The Unibus is terminated with the M9302 module. 


Ë. GENERAL DEVICE INTERFACE (DR11-C) 

The DR11-C provides the control interface between the 
computer and the image analyzer for transferring module 
switching instructions under program control. TE IS 
connected to the Unibus at the computer end апа to the 
Control Interface module in the Quantimet via a multiway 
control bus cable which is terminated at the Control 
Interface module on the NPS system. The CR11-C communicates 
with the Unibus to accomplish three functions: address 


selection, interrupts, and 16-bit program-controlled data 
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transmission. The DR11-C uses three 16-bit registers to 
provide the interface. These are the input buffer register 
(DRINBUF), the output buffer register (DROUTBUF), and the 
control and status register (DRCSR). These registers are 


installed in the NPS system at the standard addresses as 


Indicated below: 


Register Address (octal) System 23 Acronym 
DRCSR 767770 DRCST 

DROUTBUF 767772 DRCOUT 

DRINBUF 767774 DRCIN 

VECTOR 300 DRCVEC 


The input buffer is а read-only register from the 
Unibus and is nonlatching, requiring data to be held on 
the line until the transfer is complete. This register 
receives data from the CIF for transferring to the Unibus. 

The output buffer is a read/write register and is used 
to transfer data from the Unibus to the CIF. | 

The control and status register contains the logic for 
interrupts, and command and status functions. Only six 
bits of the register are used to accomplish these 


functions, two for each function, as illustrated below in 


Pigure 3.2: 


ORCSR 
767770 


35 14 8 ? 6 < а 2 1 O 
| 
е 


Figure 3.2 DR11-C Control and Status Register 
(Ref. 8, Figure 2-1] 
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The REQ-A and REQ-B bits are set under control of the 
CIF module and are used to request interrupts. Bits IE-A 
and IE-B are set under program control to enable the 
interrupts requested by REQ-A and REQ-B respectively. In 
the NPS System 23, only B interrupts are used for data 
transfers. The CSRO and CSR1 bits are set under program 
control to perform user-defined commands. The System 23 
uses only CSRO апа uses it to perform а bus reset 


operation. 


Om DIRECT MEMORY ACCESS (DNA) INTERFACE DRI 1=B 

The DR11-B module provides access to the computer's 
memory for the Quantimet FIFI module via the Unibus. The 
two modules are connected by two multiway cables. The DRll- 
B communicates with the Unibus to perform four functions: 
address selection, interrupt control, Unibus master control 
logic, and device interface. It uses three l6-bit and one 
l5-bit registers to accomplish the PMA interface. These are 
Baesword count register (DRWC), bus address register (DRPA), 
data buffer register (DRDB), and command and status register 


(DRST). They are assigned the standard addresses as listed 


below: 
Register Address (octal) System 23 Acronym 
DRWC 772410 DRWC 
DRBA 772412 DRMA 
DRDB 7724106 DRDB BA 
BRST 772414 DRST РЕСОМ 
VECTOR 124 | 


59 


These registers may be operated in either slave or master 
mode. In the slave mode, data transfers are performed 
under program control; and in master mode the DRl1l1-B gains 
control of the Unibus and allows the user device to either 
transfer data directly to memory, or to perform an 
1nterrupt function. 

The word count register 1S a read/write register and 
contains the number of words to transfers іп two's 
complement format. 

The bus address register is a 15-bit read/write 
register. These fifteen bits denote the address of the 
word to which the data will be transferred. The sixteenth 
bit, Bit 0, denotes the odd or even byte in the word and is 
usually even by default. However, it is available for 
control by the user device to provide for odd byte 
addresses. FIFI uses this bit to provide for contiguous 
storage of image data, which is represented in bytes, when 
an odd number of bytes are transferred for each column. 

The data buffer contains the data to be transferred to 
FIFI or to the computer. It operates in two modes: as an 
output buffer it functions as a latching, write-only 
register providing output to FIFI; and as an input buffer 
it is nonlatching, read-only, and the data provided by FIFI 


is held on the lines until the data is transferred. 
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The command and status register contains the interrupt 
logic, and command and status functions. The contents of 


this register are illustrated in Figure 3.3. 


ОЗТАТ 
поет 772619 АТТЫ |мдіМТ а 0 е CYCLE | READY 


Figure 3.3 DRl1l1-B Status and Command Register 





The significant portions of this register are the 
device status bits, (9,10,11), and command function bits, 
(1,2,3). The device status bits' contents are provided by 
FIFT to designate the type of data transfer that will be 
made. The command function bits are program controlled and 
provide data transfer sequence instructions for the FIFI 
module. Descriptions of the other bits' functions are 


contained in Reference 9. 


В. COMPUTER SOFTWARE 

This section contains information pertaining to the use 
of DEC Software that is necessary or useful for operating 
the NPS system in the computer-controlled mode. 

E Operating System 

The operating system used is the standard RT-1ll 

Version 4.0 Single-Job monitor. Two other monitors, 
(Foreground-Background and Extended Memory), are available; 
but the Single-Job monitor provides all the necessary 
capabilities and its quick handling of interrupts is well- 
Suited for interfacing with the Quantimet. Furthermore, the 
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Extended Memory monitor is not compatible with the present 
PDP-11/04 hardware, nor is it compatible with the QLINK 
software. 

The- Single-Job operating system 1S identified as 
ЕТ1157.5У5. When the system is bootstrapped, the operating 
System reads the startup command file, STARTS.COM, to define 
the computer system's logical configuration. The Operating 
system communicates, by default, with one of two Logical 
devices. These are the system device and the data device. 
These are identified by the Logical device names SY and DK, 
respectively. Presently, the STARTS.COM file assigns both 
of the Logical devices to the Winchester disk which is 
designated by the Physical device name DLO. The floppy 
disk's Physical device name is DYO and, unless a change is 
made to the Logical device assignments mentioned above, the 
Logical device identifier, (DY0:), must be included in the 
command string. Currently, the floppy diskette is used only 
to copy files onto or off of the Winchester disk. The large 
capacity of the Winchester obviates the need for separate 
system and data devices and presently all necessary Logical 
devices are assigned to it. The status of the current 
device assignment may be viewed on the terminal by using the 
SHOW command. 

Another required file, which is used by the operating 
system, is the SWAP.SYS file. This is used by the operating 


system to swap program sections in and out of main memory. 
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2. Device Handlers 
T c PLOY Mdewetno ss interface for the 
peripheral devices: 
TT.SYS - required for the LA36 Decwriter 
DY.SYS - required for the Floppy Diskette 
DL.SYS - required for the Winchester Disk 
3. Utility Programs 
. The following programs are useful for file transfer 
and editing: 
KED. SAV 


PIP.SAV 
SUP. SAV 


DIR.SAV 

PATCH. SAV 
KED.SAV is the system's editor as assigned by the 
STARTS.COM file. PIP.SAV and DUP.SAV are used Бу the 
Operating system to perform file transfer operations. 
DIR.SAV provides a directory of the system's files. 
PATCH.SAV is useful for making changes to an executable 
program file without changing the source file and then 
recompiling and relinking. This program is necessary for 
making changes to some of the System 23 software as some are 
available only as executable files, i.e., with file type 
.SAV. Instructions for using these and other programs can 
be found in Reference 20. 

4. Language Processors 
Processors for FORTRAN, Macro, and BASIC are 


available on the system device. The online debugging tool, 
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ODT.OBJ , is available for linking to object files to assist 
in debugging the programs. 
а. FORTRAN 
RT-11 FORTRAN Version 2.5 is the. present 

system's FORTRAN compiler and it was built to produce 
threaded code by default to be compatible with the PDP-11/04 
hardware. The standard FORTRAN library, FORLIB.OBJ, was 
built into the system library, SYSLIB.OBJ. The files 
required for using FORTRAN are listed as follows: 

KED.SAV 

FORTRA.SAV 

LINK.SAV 

SYSLIB Sead 
KED.SAV is used to write the source code and FORTRA.SAV is 
used to compile the program. The LINK.SAV program is the 
Standard  RT-11 program for linking object files igs 
executable files. LINK.SAV uses the system library, 
SYSLIB.OBJ, to resolve references made to system library 
routines. Instructions for developing FORTRAN programs for 
the NPS System 23C are included in Appendix C. 

ры ac ro 
The Macro-ll assembler is required when changes 

to the standard QLINK libraries are desired. The files 
necessary for its use are listed below: 


MACRO. SAY 
SYSMAC.SME 


MACRO.SAV is the assembler and SYSMAC.SML is the system's 


Macro library that contains callable systems routines that 
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may be useful in Macro assembly language programs. It is 
functionally equivalent to SYSLIB.OBJ. 
C. BASIC 
The BASIC language processor is provided with 
the Quantimet, but with no supporting documentation, and its 


Operation has not been verified. 


Е SUMMARY 

This completes the description of the PDP-11 computer, 
the device interface modules, and the software as they 
pertain to control of the Quantimet. Now NL machines 


have been discussed, the next chapter will address the 


process used to implement the interface between them. 
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IV. IMPLEMENTING THE COMPUTERT INTERFACE 


This chapter contains a summary of the steps taken to 
establish computer-control for the NPS System 23C. In order 
to understand the computer interface, it was first necessary 
to become proficient with both the computer апа the 
Quantimet as separate units. Recoming familiar with the 
PDP-11 computer and the RT-11 software was relatively 
Straight-forward as sufficient documentation is available 
for these. Unfortunately, this was not the case for the 
Quantimet. Documentation 1S available, however it is 
incomplete, often irrelevant and requires considerable 
effort to assimilate. The most serious deficiency is that 
many of the documents describing the computer interface are 


missing. 


A. INITIAL STATUS AND SYMPTOMS 

During previous research, [Ref. 2], the Quantimet 
modules used for the manual mode operations were tested and 
repaired by a manufacturer's representative. However, the 
proper functioning of the interface modules was not 
verified, and at the beginning of the present project their 
Status was unknown. Initial attempts to run the Svstem 23 
Standard Routine gave inconsistent and confusing results. A 


significant part of the confusion resulted from initial 
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unfamiliarity with the Quantimet and lack of clear 
instructions for using the system in the computer-controlled 
mode. ° 

The problems associated with using the Quantimet can ре 
categorized according to the operating mode in which they 
occurred. Once this distinction was made, the cause of the 
problems that occurred in the manual mode could be 
identified and resolved. However, the problems experienced 
in the computer-controlled mode were pertinacious. 

The following problems were identified with the 
Quantimet during this project: 


ENrIntermittent Variable Scale Function. The variable 
scale display occasionally disappeared. 


* Intermittent Light Pen Operation. Light Pen 
measurements were not consrstent. 


* Inaccurate Feature Measurements. Occasionally, the 
feature measurement result was unusually large and 
obviously incorrect. 


* No Computed Display in Computer Mode. When Q.SAV was 
run, nO program response was indicated on the Cuantimet 
display. 


Display Trashed in Computer Mode. When Q.SAV was run, 
the computed display would fill the screen with 
vertical strips similar to the horizontal ones obtained 
with the Frame Smasher. 


 ЕГавптпа Busy Lights im Computer Mode. Most of the 
time when Q.SAV was run, the program would not 
correctly proceed; the External Busy lamp on the CIF 
and the Busy lamp on FIFI would simultaneously flash. 
The last of these listed problems was the single persistent 


obstacle in establishing the computer interface. 
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Ba CORRECTIVE ACTIONS 

In this section the solutions to the previously listed 
problems are summarized. s 

The cause for intermittent Variable Scale operation was 
determined to be a poor twisted pair connection. 

The Light Pen's problems may have been another bad 
connection or operator error. Procedures for using the 
Light Pen in the NPS system have been written and are 
included as Appendix B. 

The incorrect feature measurements eventually 
deteriorated to the point that the Function Computer module 
Was removed and sent to the manufacturer for repair. 

To resolve the problems experienced with the computer- 
controlled mode the first step was to insure that the wiring 
agreed as close as possible to the software installation. 
notes for the System 23C, [Ref. 13]. This resolved the 
alphanumeric display problem by including the FIFI display 
connector in the computed display daisy chain. 

The cause for the trash on the computed display was 
determined to be the collector display's input to the daisy 
chain. This problem was later observed in the manual mode 
as well. The problem has not been repaired, and the 
Collector display must be turned off to use the system. 

The remaining problem, the cyclic flashing of the busy 
lights on the CIF and FIFI modules, was inconsistent and 


frustrating. On some occasions the Q.SAV routine would come 
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on-line and progress satisfactorily for awhile and then 
hang-up. Most of the time the response to running the Q.SAV 
program was a synchronized flashing of the CIF's Ext-Busy 
and the FIFI's Busy lights. In Reference 17 this symptom is 
said to indicate that the computer 1S waiting for the 
Quantimet and is probably caused by lack of the "auto" 
ЫШ Па! from the CIF. The wiring for the “auto” signal was 
verified, but to no avail. 

Because of the system's poor response with the Q.SAV 
program, the stand-alone FORTRAN demonstration programs anc 
test programs were tried. For the FORTRAN programs, this 
required learning the necessary compiling апа linking 
procedures for the System 23 software. These have been 
included in Appendix C. The response obtained from these 
programs was identical to that obtained with the C.SAV 
program. But, at least the source code was available for 
the demonstration programs as well as the QLINK assembly 
source files. This permitted using the ВТ-11 debugger, ODT, 
to isolate the routine associated with the busy lamp 
sing. 

The results from using CDT with the DENIMG.FOR program 
indicated that the fault occurred within the CLINK source 
routine DRBINI, which is responsible for initializing the 
interface between the DR11-B and FIFI. At this point a test 
program was written to further isolate the cause of the 


problem. This program contained only calls to interface 
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initialization and termination routines. By using this 
approach, the portion of the program that was associated 
with the flashing busy lamps was found to be an indefinite 
Toop: 

Without any documentation to describe the source 
routines, it can only be, surmised that an interrupt must 
occur to exit the loop. Again this pointed to the interface 
between FIFI and the DRI1-B. 

The FIFI module was removed from the console and 
visually inspected for obvious discrepancies; none were 
found. The connectors and printed circuit boards edges were 
cleaned, and then it was reinstalled. Again, the same 
response resulted. Once again, the FIFI module was removed 
and the available schematics were located to make a more 
detailed inspection. The findings and solution to the 
problem are described below. 

On the master control board is a 7-pin dip switch that 
controls the operation of the FIFI module. This switch is 
mentioned in the FTEST program, but no indication is made in 
the test procedure for the switch settings for normal 
Operation. It was noted that the switch settings were not 
the same as specified in the last step of the FTEST 
procedure, nor did they match any of the switch settings 
indicated earlier in the test procedure. A telephone call 
to the manufacturer verified the switch settings were 


incorrect: The proper switch positions for the dip switch 
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mee. pins 1,2,3,6: Шапа 347577: CEE: After correcting 
these, the Standard Routine and interface test programs 
functioned better: The system would still hang-up, but not 
as regularly. 

The TCIF program was used to finally resolve the 
problem. This program has the capability of manually 
issuing’ the "auto" signal to FIFI, and it was by repeatedly 
Eng this that the FIFI and CIF were forced into ап 
acceptable state. Apparently, when the program was 
terminated by hanging-up instead of by using the interface 
termination routines, the next attempt to use the computer 
interface would find the system in an undefined state that 
could not be resolved with the initialization routines. 
However, by using the manual "issue auto" command in the 
TCIF program this state could be corrected. This technique 
was used successfully and now the system works consistently 
in the computer-controlled mode. Other problems were later 
identified with individual modules in the System 23, but by 
reconfiguring the modules' wiring these were bypassed and 
results were obtained using the computer-controlled mode of 


the NPS System 23. 


© SUMMARY 
Having described the solution to the problems that 
prevented computer-control of the Quantimet, instructions 


for operating the NPS System 23 in the computer mode will 


now be given. 
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У. COMPUTER-CONTROLLED OPERATION OF THE SYSTEM 2ae 


This chapter describes the procedures for using the NPS 
System 23 in the computer-controlled mode. The emphasis is 
on using the Standard Routine, but the equipment setup 
applies to user developed FORTRAN or RASIC programs, and the 


system 23 test programs. 


A. EQUIPMENT SETUP 

AS in the manual mode of operation, before any 
measurements can be performed, an acceptable video signal 
must be supplied to the detector module. This 165 
accomplished by initially focusing the image and then 
setting the parameters on the System Control module. These 
include the Plumbicon Scanner's light integration, the 
sensitivity and white levels, and the shading correction. 
The details for setting these are contained in Chapter 4 of 
Reference 5. 

The following is a list of the module switch settings 
necessary to accomplish computer-controlled operation of the 
NPS System 23C. It differs from those found in Reference 13 
as they apply to a standard Systen 23C configuration. The 
necessary wiring connections are included in Appendix F. 

Of the following module settings, the only one that is 


vital to the computer-controlled mode is the System Control 
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module's CONTINUOUS-AUTO/SINGLE SCAN switch. This switch 
determines how the measurement scan is initiated. It must 
be in the AUTO/SINGLE SCAN position in order for the Control 
Interface module to coordinate the measurement scan with the 
computer program. Generally, all other modules' switches 
are placed in the AUTO position. Switch positions that are 
applicable to the computer mode operations are marked with 
um *. 


MODULE POSITION 
Switches 


SYSTEM CONTROL 


PLI xl 
Accumulator-Acc Down 
Average Down 
Intercept-Area *Area 
Continuous-Single Scan/Auto *Single Scan/Auto 
DISPLAY 
All display switches Up or Center 
UB AUTO DETECTOR 
Detected Function *Either Slice Position 
Detected Selector *Auto 
Emphasis Git 
Attenuation Of f 
Display Ор 
Auto Delineator Up 


MS3 STANDARD ANALYSER 


Input аа 

Sizer "UD 

> <= > 

Key 1 “Ср 

Кеу 2 *Center 

Key 3 Center 

End-Full Full 

Function Selector *Auto 

Display Center 
FUNCTION COMPUTER 

Input Normal 

Function Selector *Auto 
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CLASSIFIER-COLLECTOR 


Sizer OTE 
Transfer Switch *Auto 
Classifier Display Up 
Function Selector “LOCO 
Collector Display *Down(Until Repaired) 
CLIE 
CIF Display (A) Detector 
Interface 
Control-Of f "Control 
Run-Stop "Run 
FIRI 
Function Selector *Aú toO 
Computer “Continüous 
Display SUR 


B. USING THE STANDARD ROUTINE 
This section contains information for using E 
Standard routine, Q.SAV, on the NPS system. Only a portion 
of the program's capabilities were used during this effort 
and only the procedures for using these are described below. 
The program is described in detail in References 11 and 12. 
1. Necessary sa ее 
The following System 23 files are required іп order 
to use the standard routine: 
CONFIG.SAV 
Q2DAT.CAL 
О ЗАМ 
Generally, they should be on the system device, SY. ІЁ апу 
output is to be stored, then the Logical device, QD, must Бе 
assigned to a Physical device. Presently, this is performed 
by the RT-11 system STARTS.COM file. The CONFIG.SAV program 


usually needs to be run only once for a particular system. 
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As described in Section II.E, this program defines the 
configuration of the system to be used by the Q.SAV program. 
2. Starting the Standard Routine 

‘In order to run the standard routine, the Quantimet 
modules should first be set as indicated in Section A. Then 
the monitor command R Q should be issued. From this point 
on, the: terminal is under control of the 'Q' program and key 
Strokes are interpreted as the image analysis instructions 
shown in Figure 5-1. For example, pressing <s> 15 
interpreted as «DISPLAY»? and pressing upper case <S> 185 
interpreted as «LABEL». The keyboard is interpreted as a 
Standard System 23's, so some of the keys represent 
inapplicable instructions and cause to program to abnormally 
terminate. These keys are listed below in Table V.l. 


TABLE V.1 UNDEFINED =KEYS ON THE NPS SYSTEM 23 


UPPER CASE lower case 

x SIZE 
Y SIZE 

DILATE 

FRM H 

FRM W FOCUS 

FRM C FRM JOY 

EDIT 

DENS D 

DENS L 


Use of these keys will cause the control bus to 
lock up and require the system to be rebooted. All normal 
program responses will be only on the Quantimet display and 
not on the terminal. One exception is when text strings are 
entered during the program's execution. These are printed 


at the terminal as well as on the display screen. 
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If the date has not already been set, the routine 
na provide a prompt to do so. After the date is set, the 
program responds with DISPLAY ROUTINE and waits for operator 
input. At this point, there are two valid replies. One 1$ 
pressing the <STD> key and the other is entering an integer 
followed by <CONTINUE>. The integer entry applies only if 
routines have previously been created from the Standard 
Routine, (see Section 5). The selected routine is displayed 
and the next action taken by the operator depends on the 
desired operating mode. The operating modes are described 
in Section 4. 

ШӘ Standard Routine Instruction Format 

A routine is composed of individual Instructions 
beginning with Instruction 0 and ranging up through 99. Тһе 
format for each of the first three Instructions is unique. 
me formats: for Instructions 3 thru 99 are all the same. 
Refer to Figure 5.2 for the following discussion. (Also see 
Figures A.2 and A.5.) 

Instruction O0 contains text comments that may Бе 
entered by the operator as desired. Usually, these Houle 
include useful identification or directions for the routine. 

Tiertructionil1 contains information pertaining ЕО 
the system's configuration and calibration- This ` 
information is obtained from the Q2DAT.CAL file that was 
produced by the CONFIG.SAV program. The only entry that is 


germane to the NPS system is the number of fields. The 


T7 


TITLE AND OPERATOR NOTES 


Я ISNI 


CALIBRATION 
STAGE SETTINGS 


SPECIMEN SPECIFIC SZTTINGS 


SPECIMEN SPECIFIC SETTINGS 


FIELD 1 TASKS 


DETECTOR 

DENS ITCVETER 
AMENDER 

FRAME 

EDITOR 

FIELD LIITS O - 9 
FEATURE LIMITS O - 9 SOFTWARE 
FIND STATUS 
FIND EDIT 

MEASURE 

PRINT 

LIST 

LABEL 


HARDWARE 
STATUS 


€ ISNI 


TASKS 


h ISNI 


Flgure 5.2 Standard Routine Instruction Format 
[Ref. 11] 
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product of X and Y field numbers determines the number of 
image fields to be analyzed. All other peripheral settings 
shown in Instruction l are not available in the NPS system 
and any explicit reference to them must be avoided, e.g., 
pressing the FOCUS key will lock-up the control bus and 
require rebooting the system. рае вова сех may be 
inserted after the Calibration entry, (see Figure A.5). 

Instructionea сопа information апа commands 
that pertain to the initial settinqs for the Quantimet 
modules. In general, these supplement the settings 
contained in Instruction 1, but in the NPS system its use is 
limited to selection of the Specimen Standard detection 
threshold. This will cause all fields to be analyzed at the 
threshold that is automatically determined by the ID Auto 
Detector for the first field. Е 

Instructions 3 and onward are performed іп а loop 
for each field until all the fields which are specified in 
Instruction 1 have been analyzed. 

The format of Instruction 3, et al, contains three 
categories. These are hardware status, software status, and 
measurement tasks. 

The hardware status specifies the  Quantimet's 
modules' settings applicable to the current Instruction. Іп 
the NPS system this is limited to detection threshold and 


chord sizing. 
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The Software Status specifies logic to determine if 
certain fields or features are acceptable for performing 
measurement tasks. Only the fields and features meeting 
these criteria will be used for measurement during execution 
of the ‘current= instructven. The field and feature limits 
are defined by expressions containing measurement 
parameters. For example, a field limit of AREA from 1 ЕО 50 
will restrict all measurements to those features that have 
an area less than 50. Combination of the parameters may be 
used in the expression to perform pattern recogniticn 
criteria. (See Section II.B.4.) 

The measurement tasks are as defined and entered by 
the operator. 

4. Modes Of Operation 

The Standard Routine may be operated in one of 
three modes: Programming, Immediate, or Run. The mode of 
Operation allowable depends on the program's state. Three 
States may be considered as DISPLAY ROUTINE, DISPLAY 
INSTRUCTION, and RUNNING. The flow chart included as Figure 
5.3 depicts the different states and modes for the program. 
А typical scenario for using the routine follows.  Vhen the 
program is begun and the date is established, the program 
automatically enters the CISPLAY ROUTINE state. The next 
step 15 to write a routine that will perform the desired 
measurement task. This is done by entering the DISPLAY 


INSTRUCTION state by pressing «DISPLAY» «INSTRUCTION» and 
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Figure 5.3 Standard Routine Modes and States 
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progressing through the Instructions beginning with 
Instr We cc heer Measurement commands are entered and then 
followed by pressing <CONTINUE> to immediately observe the 
results, hence it is called the Immediate Mode. Once the 
correct measurement sequence is determined, the measur MN 
sequence is entered and then followed Бу pressing 
<INSTRUCTIOCN- This stores the measurement sequence in the 
current Instruction, hence it is called the Programming 
Mode. When all desired measurement sequences have been 
determined and programmed into a routine, pressing <DISPLAY> 
<ROUTINE> will change the state to DISPLAY ROUTINE and the 
routine may then be run by pressing «START». This changes 
the state to RUNNING and the necessary actions are performed 
as prompted by the routine e.g., moving or focusing the 
image. These actions are repeated until all fields have 
been analyzed and the routine is completed. Pressing 
«DISPLAY?» «ROUTINE?» will change the state back to DISPLAY 
ROUTINE: 
5. Creating and Storing Routines 

The C.SAV programs has provisions for developing 
unique routines based on the STD routine, (or any other 
previously stored routine), and then storing these on disk. 
The file is identified as О2РТТТ.ОТМ, where III і5 Ы 
Operator defined integer. The sequence of steps to store 
the routine is as follows. Before the C.SAV program is run 


a Logical device assignment CD must be made.  Presently, the 


зи: 


RT-11  STARTS.COM file makes this assignment «о the 
Winchester disk. The routine is created in the Programming 
Mode as discussed in Section 4, and upon return to the 
DISPLAY ROUTINE state, the Instruction sequence «STORE» 
«ROUTINE» «III» «CCNTINUE» will store the routine O2PIII.QTM 


on the QD device. 


©, SUMMARY 

This concludes the discussion of operating the NPS 
System 23 іп the computer mode. їп this chapter 
instructions for using the Standard Routine have been given, 
which included the equipment setup and a description of the 
Structure and the use of the Routine. The next chapter 
presents the results produced by the Standard Routine when 


ТЕ маз used to obtain particle information. 
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УТ. | PRELIMINARY RESULTS 


This. chapter contains the results of using the 
Quantimet 720 in the computer-controlled mode to obtain 
particle size distributions from a calibration standard 
reticle. The procedures used are contained in Appendix A. 
The reticle consists of about 10,000 circular discs of 
twenty-three sizes ranging from a diameter of 5 to 93 
microns. These particles are photo-etched at random 
positions within an 8 millimeter circular area. Next to 
this 1s a quality control array of the twenty-three sizes of 


particles which is used for calibration (see Fig. 6.1). 
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Figure 6.1 Calibration Standard Reticle 
[Ref. 21, Figure 1] 


The particle Size distribution provided by the 
manufacturer for the reticle was used for comparing the 


results obtained from the Quantimet. This distribution 1s a 


84 


measured quantity and represents ап  'effective' size 
ШІСБЕгірибісп. This distribution including their specified 
errors is plotted in Figure 6.2. [Ref. 22] The actual 
distribution of particle sizes photo-etched on the reticle 
was not provided by the manufacturer. This distribution 
does not account for any particle overlap which obviously 


exists as seen in Figures 6.4 and 6.5. [Refs. 2l and 22.) 


A. CALIBRATION STANDARD RETICLE 

Figure 6.3 is a histogram of particle count density 
that was constructed from data obtained by using the System 
23 Standard Routine. A routine was written to plot End 
Count as a function of maximum chord size for a sampled area 
of the reticle. Comparing this figure with Figure 6.2 it 
сап Бе seen that the distribution is skewed toward the 
larger size particles. This results from the effects of 
Eie overlap. Using End Count reduces this effect as 
illustrated in Figures 6.4 and 6.5, but the effects of 
E Sle cluster orientation with respect to the horizontal 
Sean and the amount of particle overlap remain, especially 
when smaller particles are completely inside larger ones. 
Figure 6.6 is a cumulative plot of the data contained in 
Figures 6.2 and 6.3 to present another perspective of the 
results. The effects of particle overlap cause the curve 
for the experimentally obtained data to be higher then that 


men the Manufacturer's data. 
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Figure 6.5 End Count Measurement 
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Figure 6.6 Comparison of Cumulative Size Distributions 


Ва HOLOGRAM OF CALIBRATION STANDARD RETICLE 

Obtaining results from the hologram is considerably 
more difficult than from the reticle illuminated by white 
light. Many factors are responsible for this. First, the 
overall brightness and consequently the contrast of the 
holographic image is limited by the laser's output 
intensity. This low light level requires increasing the 
scanner's light integration from one scan to five or rwe E 
five scans. This drastically slows down every facet of the 
measurement process. The next obstacles in analyzing the 


hologram are the loss of sharpness and resolution in the 
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image caused by speckle. The speckle effectively 
obliterates all particles less than 30 ШІ іп diameter. 
Other factors complicating the process are uneven 
illumination and focus across the image. These require 
manually readjusting the detection level and focus for each 
field. This is especially difficult at the slower scan 
rates. + The consequence of these factors is that по 
meaningful particle size distribution can be obtained from 
the holograms with the present equipment setup. 

Figures 6.7, 6.8, and 6.9 illustrate the problem of 
distinguishing the particles from the background. Ideally, 
the contrast levels in the video image should be such that 
the gray level of the object is significantly different from 
that of the background. This is achieved when the reticle 
is illuminated by white light as seen in Figure 6.7 where 
the particles are at a gray level near seven and the 
background is near a much higher gray level of fifty-three. 
The results obtained for the holograms, as illustrated in 
Figures 6.8 and 6.9 are much different. First, the low 
light level of the image causes a decrease in the background 
gray level and much wider distribution of it. The poor 
contrast between the particles and the background precludes 
distinguishing the particle from the background. This 
depicts the essence of the detection problem: without being 
able to properly detect the particles no meaningful particle 


measurements can be made using the System 23. 
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Figure 6.7 Gray Level Distribution of Reticle 
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Figure 6.8 Gray Level Distribution of Hologram at PLI x5 
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Figure 6.9 Gray Level Distribution of Hologram at PLI x25 


C. SUMMARY 


The results presented іп this chapter have been 
obtained by using the NPS System 23 in the computer- 
controlled mode with the Standard Routine. These results 
demonstrate a portion of the routine's capabilities as well 
as portray the difficulty in obtaining information from the 


hologram. Factors responsible for this will be discussed in 


the final chapter. 
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VII. CONCLUSIONS 


Implementation Of computer control for the Chan s 
720 has been accomplished and its .performance has been 
demonstrated by the Е presented in Chapter VI. Using 
the Standard Routine provides a systematic method for 
quickly obtaining data in a repeatable manner. This SS 
significant improvement over the manual mode for performing 
image measurements. The difficulties experienced while 
achieving the computer interface raise some doubts about the 
reliability of the Quantimet. The hardware failures have 
Significantly reduced the capabilities of the system. The 
twisted pair connections that enable flexible module 
configuration are also a weak point in the system and they 
Should always be checked first when a problem occurs. These 
problems may be ascribed to the machine's age. 

The most important obstacle that remains to acquiring 
particle information from the hologram is the poor quality 
of the analog video signal provided to the detector module. 
There are two contributing causes for this. First is "the 
previously discussed speckle pattern in the hologram. Next 
is the low fidelity output from the scanner. The video 
image displayed on the Quantimet is noticeably poorer than 
the microscopic image of the hologram simultaneously viewed 


by eye through the binocular eyepiece of the microscope. 
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This is a result of the scanner's inability to reproduce the 
hologram. ӘНЕ ae cor Contributing to this is that the 
spectral content of the hologram does not coincide with the 
Plumbicon Scanner's peak spectral response. As illustrated 
in Figure 7.1, the Plumbicon's response for the red lighted 


hologram is about one fourth of the response for green 


light. 


SPECTRAL RESPONSE OF SCANNER TUBES 


Results taken from field use of Quantimet systems 
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Figure 7.1 Spectral Response of Scanner Tubes 
[ВеЁ. 5, Figure 4.3] 
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A more serious concern is the possibility that the 
scanner tube Nas После ско ы унн Although this is 
unsubstantiated; previous experience, [Ref.° 2], with the NPS 
scanner and discussions with other users support this 
position, In those instances, stray ambient light was 
observed to saturate the scanner output. This does not 
occur in the NPS system. The presence of ambient light does 
not have any noticeable effect on the scanner output, and 
the results obtained for the calibration standard reticle 
slide required the use of transmitted white light. The end 
result is that the video image of the hologram is inadequate 
for use in the 1D Auto Detector. 

To rectify this, an obvious alternative is to ascertain 
the operating status of the scanner. This requires 
technical support from the manufacturer as there is no 
documentation available for the NPS scanner. If the scanner 
tube is determined to be defective and is replaced, then it 
may be possible for the Quantimet 720 to obtain particle 
information from the hologram. Still, the effects of 
speckle in the hologram may limit analysis to relatively 
large particles. 

In order to overcome the effects of speckle, digital 
image processing techniques may be required. However, this 
technique also requires a high fidelity scanner to provide 


raw image data. 
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In summary, this thesis has presented the application 
of a computer-controlled Quantimet 720 Image Analyser in an 
effort to obtain particle size information from holograms of 
rocket engine combustion products. A description of the 
Quantimet 720 System 23 and the DEC PDP-1l1 computer that 
controls it has been included. The process used to resolve 
the problems with the interface has been described and 
instructions for using the NPS system have been given. The 
results that were obtained by using the system to analyze a 
calibration standard reticle showed that while the NPS 
computer-controlled  Quantimet is capable of producing 
ШОС е size distributions, it is presently unable to 
distinguish particles from background in the holographic 
image. Possible causes for this and their resolution have 


been addressed. 
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АРРЕМОТХ А 


PROCEDURES USED TO OBTAIN PRELIMINARY RESULTS 
This appendix comprises two sections. The first 
describes the procedures used for the reticle Slide and the 


second contains the procedures used for the hologram. 


CALIBRATION STANDARD RETICLE 

The glass reticle slide was mounted on the Newport 
Automatic Stage and observed through the Kollsman microscope 
with a 10x, .25NA, 16mm Baush and Lomb objective using 
transmitted light through a glass diffusion plate. The 
diffusion plate was placed on the stage behind the reticle 
and was used to reduce the intensity of the light and to 
more evenly illuminate the reticle. The Cole ропе сеи 
9741-50 variable intensity lamp with a flexible gooseneck 
head and a focusing attachment was used as the light source. 

The reticle was positioned to focus the quality control 
array in the center of the field of the microscope. The 
lamp should be off or as dim as possible to avoid saturating 
the scanner. The Scanner was then coupled to the microscope 
with the coupler's parfocal adjustment in the maximum 
forward position. The image was focused and the lamp 
intensity adjusted to achieve a sensitivity reading of 0.3 


Во T The shading corrector was adjusted using the 
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procedure delineated in Reference 8 paragraph 4.6. The 
range knob position used for this data was 9 стоек. е 
blank specimen used to set the shading correction was the 
blank area between the quality control array and the 8n 
reticle. 

The detection threshold was selected ШО provide a 
detected. image for all twenty-three particles in the array 
with autodelineation on and halo suppression selected. 

The chord sizing limits for histogram bins меге 
selected by trial and error to achieve a count of one for 
each of the twenty-three bins for the quality control array. 
These limits were then used as a Шевенешсени сор gathering 


data from the reticle. (See Fig. A.l.) 
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Figure Arl Display of Quality Control Array Results 
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Тһе variable frame position was horizontal: 80; 
vertical: 80. The frame size was horizontal: 720; 
vertical: 528. “This gives a quard reqion with a width of 
80 pixels on all four sides. This should have been larger 
to allow for overlapped particles. 

The sampled area of the reticle was chosen arbitrarily 
to be across the middle, down one frame then back across. 
This was empirically determined to be twenty fields each 
with an area of about 498,775 square microns. These twenty 
fields yield a sampled area of about twenty percent of the 
reticle not accounting for circular edges of boundary 
fields. 

The stage step size was empirically determined to Бе 
.82 in the horizontal, X, direction and .59 in the veri ы 
Уба шестой: The routine was run, and the stage was 
manually stepped with the remote stage controller keypad 
when prompted to do so by the routine. 

The routine that was written and used is included as 
Figure A.2. The actual data obtained from the Quantimet for 
the quality control array and the reticle are included as 


Figures A.3 and A.4. 


HOLOGRAM 
The first step was to present the hologram to the Nikon 
trinocular microscope for focusing. The technique used was 


to first focus the stationary mylar disk, and then start the 
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ROUTINE 1 
(WRITTEN 29-JUL-85 ) co dU eg 


INST O ¢ 
CALIBRATION STANDARD RETICLE 


INST 1; 

MICROSCOFE $ NON STANDARD TURRET 

CALIBRATION: BIG FRAME 880 * 688 UNITS 

€ 1 PF = 1 UNITS ) 

STAGE STEP SIZE: MANUAL 

NUMBER ,OF FIELDS: 10 ж 2 -20 

FOCUS: MANUAL 

FRAME MANUAL 

INST 2 ¢ 

DETECT ¢ DARKER THAN 42 

INST 3; 

AMEND ; CHORI! SIZE 4 UNITS 

MEASURE ¢ FIELD ( COUNT ) DISTRIBUTED BY CHORD SIZE 
FROM 2 
TO 4 
TO 6 
TO Sar 
TO 11 
TÜ 15 
ТО l; 
ТО 20 
ТО 24 
TO 24 
TO 27 
TO 31 
TO 34 
Т0 37 
TO 41 
TO 43 
TO 45 
TO 48 
TO E 
TO 58 
ТО 63 
TO 67 
TO 76 
ТО 81 


Figure A.2 Routine 1 
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Figure A.3 Results: Quality Control Array 
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ROUTINE 1 
(WRITTEN 29-JUL-85 ) 
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FIELD 20 
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DIFFERENTIAL HISTOGRAM? UNITS : 
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MEAN = 18.6955 
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Figure A.4 Results: 
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SFECIMEN IDENT =10X2 


МАХ. 


STD. 


OF 1 


UNITS 


VALUE = 81 


DEV. 


MEDIAN = 17.2438 


Reticle 
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UNITS: 
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disk spinning and present the hologram. Because it is 
relatively difficult to accurately position the hologram, 
low power objectives were used to initially locate and focus 
the ‘image. Then the focusing procedure was iterated using 
higher power objectives until the desired magnification was 
achieved. The 10x, 25NA objective was used to obtain the 
results. The laser power setting used was 0.5 watt. 
Increasing the power level to 0.6 or 0.7 watt provides a 
brighter image, but the laser would not maintain the higher 
power setting long enough to obtain data. 

Once the image is focused through the binocular 
eyepiece the next step was to couple the scanner to the 
photo tube of the microscope. Some "rigging" was necessary 
to accomplish this because the scanner must be physically 
supported to align with the photo TDC: The scanner 
coupler's parfocal adjustment was set to give a reasonably 
good focus on the Quantimet image display when the hologram 
was in focus through the binocular eyepiece. This caused a 
slight reduction in the Quantimet's video frame size on the 
right corners of the display. Once the video іпаде was 
displayed, focusing adjustments were made with the motorized 
stage. Focusing was difficult because of the low contrast 
video image that was displayed. Increasing the Plumbicon 
Light Integration to x5 brightened the image, but the 
resulting slower display rates aggravated the focusing 


process. 


KO? 


Many attempts were made to achieve а video signal that 
would give а usable detected image, but they were 
unsuccessful. As a result of this phenomenon, routines were 
written to portray the detection problem by obtaining a gray 
level distribution of the image. These routines and their 
outputs, which include all pertinent System 23 settings, are 


included as Figures A.5 through A.13. 
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ROUTINE 2 
(WRITTEN 26-AUG-85 ) 1 S> SEF 8S 


INST O * 
CALIBRATION STANDART! RETICLE 


ІМ5Т 1: 

MICROSCOFE : М0М STANDARDIT TURRET 

CALIBRATION: EIG FRAME 880 ж 688 UNITS 

£ ( 1 PP = 1 UNITS ) 

NIKON MICROSCOFE OBJECTIVE: X10 

FLUMBICON LIGHT INTEGRATION: X1 

WHITE LEVEL: 1.0 

SENSITIVITY? 0.82 

LIVE FRAME РОЗТТТОМ; H=250 V=200 

9... 0. 9 9 DB Н-400 U=300 

SHADING RANGE: 9 O'CLOCK 

STAGE STEF SIZE: MANUAL 

NUMBER OF FIELLIS; 1 * 1 71 

FOCUS: MANUAL 

FRAME MANUAL 

INST 2 $ 

ПЕТЕСТ | DARKER THAN О 

ATTENUATION: DETAIL 

INST GS : 

ПЕТЕ 165; DARKER THAN 1 

MEASURE | FIELI AREA DISTRIBUTED BY DETECT LIGHT 
TO 1 
TO 61 

STD 3O 

INST 4 ¢ 

FRINT $ INST O 

FRINT ¢ INST 1 

PRINT =. INST 2 

PRINT ; INST 3 


Figure A.5 Routine 2 
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ROUTINE 2 


(WRITTEN 26-^UG-85 ) SPECIMEN IDENT =BLANK 246-AUG-85 

PAGE 1 OF 1 UNITS! UNITS 
FIELD 1 
INST 3 


DIFFERENTIAL HISTOGRAM! UNITS ? UNITS 


MIN. VALUE = 53 MAX. VALUE г 59 
МЕАМ = 56.4803 STD. DEV. œ 1.01947 
NO OF SAMPLES = 122328 MEDIAN = 58.9751 
DETECT LIGHT 
0 
1 
0 
3 
0 
5 
9 
7 
9 
9 
0 
11 
0 
13 
о 
15 
9 
17 
9 
19 
9 
21 
9 
23 
9 
25 
9 
22 
9 
29 
9 
31 
9 
33 
9 
35 
0 
37 
0 
39 
0 
41 
0 
43 
0 
45 
0 
47 
0 
49 
о 
51 
о 
53 
523 
55 
зазааа1аа#аа ааа 4 а# а а # ааа аа а « за а ааа « аа а а ва «а # EN 61407 
5/27 
€**$**X*452224232224222529522259542*52*55522522559529229521* 60314 
59 
82 
61 
9 


FIELD AREA PR1NT 


Flgure A.6 Results: Reticle, Blank 
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ROUTINE 2 
(WRITTEN 26-AUG-85 › SPECIMEN IDENT «QC ARRAY 26-AUG-85 


PAGE 1 OF 1 UNITS! UNITS 


FIELD 1 


INST 3 


DIFFERENTIAL HISTOGRAM? UNITS ! UNITS 


MIN. VALUE = § MAX. VALUE “ 57 
MEAN = 46.8996 STD. DEV. = 14.6703 
NO OF SAMPLES = 120813 MEDIAN ® 55,6334 
DETECT LIGHT ) 
0 
1 
0 
3 
9 
5 
% 1138 
7 
$2*** 7658 
9 
* 1997 
11 
$ 1027 
13 
755 
15 
649 
17 
598 
19 
568 
21 
563 
23 
508 
25 
517 
27 
533 
29 
539 
31 
543 уа 
22 
544 
35 
545 
37 
588 
39 
608 
41 
618 
43 
681 
45 
з 860 
47 
t€ 1131 
49 
* 1719 
51 
HELINE 10385 
53 
332233: 79679 
55 
REE 5940 
57 
22 
57 
9 
81 
0 
FIELD AREA PRINT 


Figure A.7 Results: Reticle, Quality Control Array 
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ROUTINE 3 
(МКІТТЕМ 26-А06-85 ) Ié SEF >3 


INST O $ 
CALIBRATION STANDARD RETICLE 
HOLOGRAM NO. 303 


INST 1 ¢ 

MICROSCOFE + NON STANDARD TURRET 

СА ІЕКАТІОМ: Віб ҒКАМЕ 880 Ж 688 UNITS 

(CIL FE = J UNITS 3 

NIKON MICROSCOFE ORJECTIVE: X10 

LASER FOWER: oo WATT 

FLUMBICON LIGHT INTEGRATION: XS 

WHITE LEVELS 1,0 

SENSITIVITY: 0.45 

LIVE FRAME FOSITION: H=250 V=200 

бээ жж э э э э э э э э э э] ТТЛДЕ; Н=400 U-300 

SHADING RANGE: 9? O’CLOCK 

БЕ STEF SIZE? MANUAL 

NUMBER OF FIELDS: 1 Ж 1 =1 

FOCUS? MANUAL 

FRAME MANUAL 

ESI 2 : 

ШЕЛЕСТ ° DARKER THAN Q 

ATTENUATION: DETAIL 

EUST 3; 

ВЕТЕСТ ; DARKER THAN 1 

MEASURE ; FIELD AREA DISTRIBUTED BY DETECT LIGHT 
TO Í 
ТО oT 

STIL 30 

INST 4 ¢ 

FRINT ¢ INST 9 

PRINT з INST 2 

FRINT $ INST 3 

FRINT ; INST 3 


Figure A.8 Routine 3 
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ROUTINE 3 
(WRITTEN 26-^UG-85 ) 


PAGE 


FIELD 1 
INST 3 


DIFFERENTIAL HISTOGRAM} 
MIN. VALUE е 49 

MEAN = 41.287 

NO OF SAMPLES е 123544 


DETECT LIGHT 


SPECIMEN IDENT “BLANK 


26-AUG-85 


1 OF 1 UNITS! UNITS 


UNITS ! UNITS 


MAX. VALUE = 61 
STD. DEV. = 4.99131 


MEDIAN = 43.4899 


104 
1 
2 
3 и 
el 
3 
7 
7 
o 
9? 
3 
11 
2 
13 
1 
15 
4 
17. 
6 
19 
1 
21 
10 
23 
10 
25 
9 
27 
22 
29 
* 426 
31 
*** 1804 
33 
заз2 2214 4793 
35 
зазаза:зааажа# аа #2 10187 
37 
заазаазазаааа за: аа заа ааа ав а 16959 
39 
***3*X3*3*252*2532*2***4*25252522225922222*22*225* 22080 
41 
***X€333**33*334**2*24323222222222*32352*222*222*1* 21832 
43 
тейл лл лїї 17161 
45 
ХҰ%%%%%%%%%%9%8%%%%%%% 11820 
47 
8%8%8%%%%%%% 7173 
49 
$13333 4116 
51 
заж 2423 
53 
за 1240 
55 
з 726 
57 
я 399 
59 
162 
61 
49 
FIELD AREA PRINT 
Figure A.9 Results: Hologram, 
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Blank, 


PLI x5 


ROUTINE 3 
(WRITTEN 26-AUG-85 ) SPECIMEN IDENT =QC ARRAY 26-AUG-85 


PACE 1 OF 1 UNITS! UNITS 


FIELD 1 


1NST 3 


я DIFFERENTIAL HISTOORAM?! UNITS i UNITS 


MIN. VALUE = 1 MAX. VALUE © 61 
MEAN * 37.3043 STD. DEV. = 6.91523 
NO OF SAMPLES @ 119969 MEDIAN = 40.2812 
DETECT LIGHT 
0 
1 
Я 1 
3 
4 
5 
1 
7 
4 
9 
10 
11 
20 
13 
10 
15 
8 
17 
130 
19 
$ 559 
21 
33223521 2618 
23 
232225225 3232 
23 
$2322225 2978 
27 
$332232223 3856 
29 
$3533222322222221 5378 
31 
323*2232222322222232325 7626 
33 
$2322222322222322232232222222213 10877 
35 
$2332*22*222232232222*22221222222222221 13230 
37 
9?33*323*222222232222222223222322222222222 14725 
39 
332332332*2322322*22222222222222222222222221 15054 
41 
$23222222*222522222222222232222222221 13075 
43 
%84448%85855888488845%5582453 10385 
45 
$222*222322232*23222:22 6948 
47 
1223332232213 4250 
49 
133283 2454 
51 
заж 1292 
53 
an 682 
55 
з 340 
57 
139 
59 
53 
61 
11 
FIELD AREA PRINT 


Figure A.10 Results: Hologram, OC Array, PLI x5 
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ROUTINE 4 
(WRITTEN 26-А06-85 ) 16-5EFZBS 


INST O ¢ 
CALIBRATION STANDARD RETICLE 
HOLOGRAM. NO. 303 


INST 1 | 

MICROSCOFE : М0М STANDARD TURRET 

CALIBRATION: BIG FRAME 880 ж 688 UNITS 

( 1 FF = 1 UNITS 

NIKON MICROSCOPE OBJECTIVE: X10 

LASER FOWER: ‚о WATT 

FLUMBICON LIGHT INTEGRATION: x25 

WHITE LEVELS 1.0 

SENSITIVITT: —' O. PB 

LIVE FRAME FOSITION: Н=250 V=200 

ç oe wq o б t s. shu Э АЕ H=400 V=300 

SHADING RANGE: 9 O'CLOCK 

STAGE STEF SIZE; MANUAL 

NUMBER OF FIELDS: 1 * 1 =1 

FOCUS MANUAL 

FRAME MANUAL 

о 

ПЕ ВЕСТ: DARKER THAN 0 

ATTENUATION: DETAIL 

INST SS 

НЕ ВЕ ТВ DARKER THAN 1 

MEASURE : FIELI! AKEAÓ ПТЭГЕТВОТЕ НОВОЕ ВЕСТ СІРІ 
ТО 1 
то ó 1 

ӨТЕ 20 

INST 4 $ 

FRINT ; INST O 

FRINT ; INST 1 

FRINT | INST 2 

FRINT ; INST 3 


Figure A.ll Routine 4 
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ROUTINE 4 


(WRITTEN 246-AUG-85 ) SPECIMEN IDENT =BLANK 26-А00-85 

PAGE 1 ОҒ 1 UNITS! UNITS 
FIELD 1 
INST 3 


DIFFERENTIAL HISTOGRAM) UNITS 1 UNITS 


MIN. VALUE е 1 MAX. VALUE = 41 
МЕАМ = 42,2441 STD. DEV. = 4.23976 
NO OF SAMPLES е 118057 MEDIAM е 44.5094 
DETECT LIGHT 
9 
1 
7 
3 
4 
5 
i 
7 
é 
9 
5 
11 
3 
13 
7 
15 
B 
17 
2 
19 
1 
21 
5 
23 
6 
2% 
10 
27 
10 
29 
8 
31 
144 
33 
a2 1270 
35 
*......... 5518 
37 
азжазаз аи закани ния #1 «а 2 14323 
39 
23333: 20593 
41 
%%%8%88%888%88%8888%8%%8%8%8888%%5%58%8%%%%% 22467 
43 
$922222*2222222222*22222222222222222251 21082 
45 
PES SSC SSE SS SEES SSS SESE SEES! 14926 
47 
RESTA їйї 8732 
49 
ааазаа #2 4699 
51 
s... 2297 
53 
tt 1041 
55 
а 419 
57 
154 
59 
79 
61 
39 


FIELD AREA PRINT 


Figure A.12 Results: Hologram, Blank, PLI x25 
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ROUTINE 4 


(WRITTEN 26-А00-6Ө5 ) SPECIMEN IDENT =QC ARRAY 26-AUG-985 


PAGE 1 GF 1 


FIELD 1 


INST 3 


DIFFERENTIAL HISTGGRAM?# UNITS i UNITS 


UNITS! UNITS 


MIN. VALUE = 1 MAX. VALUE = 61 
MEAM * 35.2154 STD. DEV. е“ 5.35139? 
NO OF SAMPLES = 114542 MEDIAN = 38.0924 
DETECT LIGHT 
09 
1 
2 
y 3 
о 
5 
0 
7 
2 
9 
2 
11 
1 
13 
0 
15 
3 
17 
& 
19 
* 485 
21 
$383 1641 
23 
gerrate 2568 
25 
BRITE 3490 
27 
SIAR 4308 
29 
$. 6941 
31 
15555 54853859555555555555555%5) 10861 
33 
39323222322539223292525523222522*53222555225225225225 16268 
35 ; 
1:33535353348533533335353538585333558535333383485353855895353558355) 19760 
27 
2233215235: 18924 
39 
15:%454238555353538558553853855553558%553955%535591 13272 
41 
зазаааа ваза ааа #1 # 3 8242 
43 
4318555855588 4378 
45 
*5*51 2022 
47 
Ұз 744 
49 
8 341 
51 
127 
53 
113 
55 
46 
57 
12 
59 
10 
61 
1 
FIELD AREA PRINT 
Figure A.13 Results: Hologram, QC Array, 


TE? 


PLI X25 


APPENDIX B 


USE OE THE LIGHT PEN MODULE 

The procedures contained in this appendix apply to use 
of the Light Pen with the Quantimet in manual mode. No 
attempt. was made to use the pen with the computer-controlled 
mode. 

The Light Pen in the NPS system is wired to work іп 
conjunction with the 1D Auto Detector, the MS3 Standard 
Analyser, the Function Computer, and the Classifier 
Collector. 

The switch positions below are specifically required 


for light Pen use: 


MODULE POSITION 
Switches 

DISPLAY 
Detected Up 
Scale and Figs Center or Up 


E AUTO DETECTOR 


Display Up 
MS3 
Key 2 Ор 
Function Pattern Recognition 


Function Computer 
Function Not Volume 


Classifier-Controller 
Function етом | 


СТЕ ОБЕ 


1143 


Other switches on these modules may be set as desired 
and will affect the measurement value, so care must be taken 
to explicitly set the switches to the desired position in 
order to avoid obtaining confusing results. 


Safe positions 


for initial measurements are indicated below: 


MODULE POSITION 
Switches 
SYSTEM CONTROLE 
Accumulator (Acc) Down 
System Mode 
Avg Down 
Intercept - Area Down (Area) 


Continuous-Single Scan/Auto 


Up (Continuous) 


DISPLAY 

Computed Ор 

Guard Up 

Scale&Figs Center 
1D Ав necessary to obtain 

detected imaqe 

MS3 

Input Normal 

Slzer Down 

>/ <= Up (>) 

Key 1 Up 

Count Ful 

Display Up 
FUNCTIONS COMPUTER 

Input Normal 
CEASS EE Tien 

Sizer OEE 

Display Down 
COLLECTOR 

Divider 1 

Гісріау Down 


Тһе following criteria must be met іп order to use the Light 


Pens 


ж 


ж 


Тһе 


Proper setting of the switches as listed above. 


A detected image with distinct features. These are 
identified by a flag at their ACP placed there by the 
MS3. Only features flagged by the MS3 can be selected 
by the Light Pen. 


A visible Light Pen Cursor. The visibility of the 
cursor is controlled by the detected contrast knob on 
the Display module. 


procedures for using the Light Pen is as follows. 


Establish the detected image and any desired sizing 
criteria to distinguish desired features. 


Withdraw the Light Pen from its holder; now all data 
transferred to the Function Computer is only that 
selected by the Light Pen. The push button below the 
pen's hole may be pressed to select all features. The 
Other push button serves no purpose in the NPS system. 


To select the desired feature for measurement, point 
the Light Pen at it so that the cursor intercepts the 
feature. The measurement value is displayed in the 
upper lefthand display according to the collector 
divider setting. 
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APPENDIX C 


DEVELOPING FORTRAN PROGRAMS 
This appendix includes the procedures needed to 
compile, link, and run FORTRAN programs for use with the NPS 


Quantimet 720. 


COMPILATION 

The NPS PDP-11/04 requires threaded compiler code. Тһе 
compiler has been built to provide this by default. This 
type of code 1S required because only standard arithmetic 
hardware is included with the computer. The issue of type 
of code produced by the compiler arose when trying to 
compile the programs on a remote PDP-11/34 and then run them 
on the PDP-11/04 connected to the Quantimet. The PDP-11/34 
has additional arithmetic hardware and its compiler produced 
in-line code, which was incompatible with the PDP-11/04. 
Threaded code is accepted by both machines. 

. Another consequence of threaded code is that it 
requires a different FORTRAN library subroutine file than 
the in-line code does. So, the systems library, SYSLIB.CBJ, 
was rebuilt to include the threaded code library functions. 

The files necessary to compile the FORTRAN program are 


ЕОКТКА ЗА апа ЗУЕВ. ОЕ 
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The | command sequence to compile the program is 
indicated below: 


.РОВТВАМ<ВЕТ> 
files? FILENAME/ [options] 


The NO SWAP option is recommended by the CLINK 


documentation. 


LINKING. 

The object file produced by the compiler must be linked 
to the appropriate QLINK library to run on the Quantimet. 
The two libraries that apply to the NPS system are 
EENBDC.OBJ and CLNBDC.OBJ. The CLI--- library includes 
parameter passing checks and the QLN--- does not. The 
OLIBDC library should be used until an error-free program is 
ER 1224. 

The procedure for linking this library to the FORTRAN 
program is listed below: 


.RLINK «RET? 
*FILENAME > PET ENAME V CDEIBDCZI «РЕТ» 
Ши гаку search? CSY23C<RET> 
шшышагу Search? DCIF<RET> 
Mmegary Search? SOQABT<RET> 
Library Search? <RET> 
[CONTRE C> 


ШИЕ '/Т' аЁфек ОГТВОС indicates that Specific modules are to 
be Included in the linking process. 

QSY23C specifies the module for System 23C. PETE 
indicates there is no Interactive Interface module, and 


SCABT handles error reporting. 


RUNNING 
To run the program enter я етпеш Additional 


information iS contained in References 6, 20, and 23. 
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APPENDIX D 


NPS SYSTEM 23C CONFIGURATION STATUS 
This appendix contains output from the System 23 CONFIG 

program which defines the initial calibration settings. 
Figure ‘D.1 contains the Calibration Summary, Figure Р.2 
contains the questions asked by the Alter option, and Figure 
D.3 is the Help option narrative. The configuration status 
consists of seventeen items, but only a portion of these are 
applicable to the MPS system. The information contained in 
the status is used by the Standard Routine by default. The 
status may be changed while in the Standard Routine by 
ашсергіпа its Calibration mode. The following is a 
discussion of the settings as they apply to the NPS system. 
The numbering and categories correspond to those in the 
Figures. 

1) & 2) Second Peripheral. Тһе standard System 23 has 

provision for two input peripherals via a scanner 

changeover unit. This doesn't apply to the NPS system. 

The primary peripheral is assumed to be a microscope that 

has a turret and magnification changers that can be 

controlled by the keyboard. This doesn't apply either. 

3) Densitometer. There is none in the NPS system. 

4) Function Analyser. There is only one Function 

Computer in the NPS system. Note: The terms, Analyser 

and Computer are used interchangeably in the 


documentation. 


5) Amender. There 1S none in the NPS system 


119 


6) Features/Scan. This defines the maximum number of 
features that will be used in a single measurement scan. 
Their ACPs are counted sequentially as the scan moves 
through the live frame. This can be changed but a 
number larger than 200 might require larger buffer space. 
This was not investigated. 


7) Transmission or Incident Optics. This applies to 
standard peripherals and is not applicable to the NPS 
system. 


8) Turret Settings. These apply to standard peripherals 
and is not applicable. 


9) Auto-Focus Settings. Not applicable to NPS system. 
10) Stage Step Size. Not applicable to NPS system. 
11) TTY line length. Set for paper width: во оси 


12) Form Feed on TTY. The LA36 DECWRITER recognizes the 
form feed character. 


13) Coordinate Transform module. Not present. 


14) & 15) Ferets. Four are available: 0,45,90,135 
degrees. 


16) Turret. The turret in the NPS system is not the 
standard System 23 turret. Using the non-standard option 
excludes irrelevant information from Instruction 1 of the 
Standard Routine. 


17) Detector. The NPS system has a detector. 


120 


R CONFIG 
ENTER REQUIRED ACTION 


HELP »SUMMARY* ALTER OR END 
DS | 


KKK CALIBRATION SUMMARY ЖЖЖ 


1) SECOND PERIPHERAL + NONE 

2) “SECOND FERIFHERAL CANNOT STEF 
3) HENSITOMETER NOT PRESENT 

4) 1 FUNCTION ANALYSERS 

J)» О АМЕМПЕКЗ 

6) 200 FEATURES / SCAN 

7) TRANSMISSION OFTICS 


MICROSCOPE OBJECTIVE MAGNIFICATONS 
STARTING WITH THE TURRET FOSITION CURRENTLY SELECTED 
READING ANTI-CLOCKWIZE FROM AKROVE 


TURRET FOSITION NOT PROFERLY ENGAGED 


8.1) X32 
8.2)  Á X100 
8.3) X63 
8.4) Х3.2 
8.5) (12,5 
8.6) X6.3 


AUTOFOCUS STEF SIZES 
MAG-CHANGER SETTINGS к 


OBJECTIVE X1.0 X1.2 XO, 8 
9,1) X32 0.1 0,1 0.1 
Die X100 0,1 0,1 0,1 
9.5) X63 0,1 0,1 О, 1 
9.4) ХЗ, 2 0,1 0,1 0,1 
ШІ) Х12,5 0,1 0,1 0,1 
9.6) X6.3 0,1 0,1 0,1 


ODT O MICRON STAGE STEP SIZE 

11) TTY LINE LENGTH + 80 CH 

12) FORM FEED ON TTY 

13) CO-ORDINATE TRANSFORM MODULE NOT FRESENT 
14) NUMBER OF FERETS FOR LENGTH= 4 


15) NUMBER OF FERETS FOR ЕКЕАШТН= 4 


16) NON STANDARD TURRET 
i/o ewe TECTOR FPRESENT 
ENTER REQUIRED ACTION 
HELF »SUMMARY»ALTER ОК ENII 
ТА 


Figure D.1 Calibration Summary 
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ENTER ITEM TO BE CHANGED 
ITEM? 1 


ENTER NAME OF SECOND PERIPHERAL (<15 CHARS) 
E 


Сам SECOND PERIPHERAL STEP? (Y OR ND 


IS 6 DENSITOMETER IM 


THE SYSTEM? (Y OR М) 


HOW MANY FUNCTION ANALYSERS? (1-4) 


HOW MANY 


HOW MANY FEATURES / SCANT 


AMENDERS? (0,1, ОВ 2) 


19 MICROSCOFE TRANSMISSION? (Y. OR N) 


TURRET FOSITION NOT PROPERLY 
8.1) CHANCE OBJECTIVE FROM : 
TURRET POSITION NOT PROPERLY 
8-2) CHANCE ORJECTIVE FROM 3 
TURRET POSITION NOT FROPERLY 
8.3) CHANCE ОВУЕСТТУЕ FROM ! 
TURRET POSITION NOT PROPERLY 
8.4) CHANGE ОВЈЕСТІЧЕ FROM ¢ 
TURRET POSITION NOT FROPERLY 
8.5) CHANGE ORJECTIVE FROM 1 
TURRET FOSITION NOT FROPERLY 
8.6) CHANCE OBJECTIVE FROM : 


ENTER FOCUS STEP SIZES 


0.1»0.2»0.4:0.,8»1.,6» 3.2»6.4 OR 12,7 ALLOWED 


9.1) OBJECTIVE 
FOR 
FOR 


FOR 


x32 

МАО X1.0?7 
мас х1,27 
MAO XO.87 
9:2 х100 OBJECTIVE 
FOR MAC X1.07 
FOR МАО х1. 2? 
FOR Мао хо. 87 
9.3) Х63 OBJECTIVE 
FOR MAO X1.07 
FOR MAO X1.27 
FOR МАО ХО, 97? 
9.4) Х3.2 OBJECTIVE 
FOR MAD X1.07 
FOR MAO X1.2? 
РОВ МАО ХО, 9? 
9.5) X12.35 ORJECTIUE 
FOR M^O X1.0? 
FOR MAO X1.27 
FOR MAO X0.9? 
9.6) Х6.3 OBJECTIVE 
FOR M^O X1.07 

РОВ МАО X1.2? 

FOR MAO XO.87T 


WHAT IG THE STAGE STEP SIZE? 


IS TTY LINE SHORT? (Y OR N)? 


FORM FEEED ON TTY? (Y OR ND 


ENO^OED 
32 ТО? 
ENOAGED 
100 TO? 
ENOA^OED 
63 TO? 
ENGAGED 
3.2 TO? 
ENGAGED 
12.5 ТО? 
ENO^OED 
6.3 TOT 


IS ^ CO-ORDINATE TRANSFORM MODULE IN THE SYSTEM? (Y OR М) 


14) NUMRER OF FERETS FOR LENOTH* 


15) NUMBER OF FERETS FOR BREADTH* 
NON STANDARD TURRET? (Y OR N) 


IS A DETECTOR IN THE SYSTEM? (У OR М) 


Figure D.2 Alter Option 
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ENTER ITEM TO BE CHANGED 
ITEM? H 

ENTER REQUIRED ACTION 
HELP SUMMARY ALTER OR END 
?Н 


SETTING OF INITIAL CALIBRATION. 


THE CALIBRATIONS ARE HELI! IN àÀ FILE: AND A SUMMARY OF THEM CAN BE 
OBTAINED ON REQUEST. 


EACH SETTING IS ITEMIZED IN THE SUMMARY* AND IF CHANGES ARE REQUIRED 
IN ANY ITEM» ITS IDENTIFICATION SHOULD ВЕ ENTERED. 


IF AN ENTRY IS TERMINATED BY ’LINE FEED’ THEN THE NEXT ITEM WILL 
BE SELECTED FOR ALTERATION? 
IF TERMINATED BY ‘RETURN’ THEN AN IDENTIFICATION WILL BE REQUESTED. 


IF NO UPDATING VALUE IS ENTERED (I.E. ONLY ‘LINE FEED’ OR ’RETURW’ ) 
THEN THE SETTING WILL REMAIN UNCHANGED. 


TWO SETS OF OBJECTIVE MAGNIFICATIONS амп FOCUS STEP SIZES ARE 
HELD,» ONE FOR TRANSMISSION OFTICS ANE ONE FOR INCIDENT OPTICS 
IF A MICKOSCOPE WITH BOTH IS IN USE» THEN FIRST ONE TYPE (INC OR TRANS) 
SHOULD BE SELECTED AND SET УР, AND THEN THE ТҮРЕ 
SHOULD BE CHANGED; AND THE OTHER SET UP 
WHERE A TURRET IS USED WHICH HAS MORE THAN 6 OBJECTIVES 
IT MAY BE DECLARED ’NON STANDARD’ WHICH OMITS REFERENCE 
TO OBJECTIVE AND MAG CHANGER POSITIONS IN THE SYSTEM 23 


AN ITEM NUMBER OF O TERMINATES THE УРШАТТМСб, “ 


ENTER REQUIRED ACTION 
HELF SUMMARY ALTER OR ЕМІ 
TE 


Figure D.3 Help Option 
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АРРЕМОТХ Е 


PRESENT STATUS ӨБ НЕ SYSTEM 2 СЕ 
This appendix contains information pertaining to the 
condition of the Quantimet 720 modules at the time of this 
writing, Overall, the system is capable of running in the 
computer-controlled mode; but, it can only perform a portion 
of its measurements because of hardware failures. These 
failures affect the following categories of image analysis 
tasks. The system cannot perform any feature measurements, 
full feature count, or image transfer. 
Discrepancies that have been observed are listed below: 
Scanner - The scanner tube is suspected of having lost 
its sensitivity; this requires manufacturer's support 
EO CONNELL: 


MS3 - Full feature count gives wrong results. 


Collector - Collector display switch trashes the computed 
display when enabled. 


Function Computer - removed, and sent to manufacturer for 
repair because all feature measurements were 
extraordinarily large. 


LA36 Decwriter - occasionally quits functioning, in both 
local and line modes. 


The Function Computer's daisy chain connections have been 
bypassed to provide continuity in the signal paths. Other 
connections are hanging free. The absence of this module 
is responsible for causing the most significant degradation 


of system capability. This limits the measurements that 
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сап be accomplished to field data only. However, this was 


adequate for obtaining the results included in Chapter VI. 


Да 


APPENDIX F 


NPS QUANTIMET 720TSYSTEM 23PWIRE CESI 

This appendix contains a revised wiring list for the 
NPS System 23 based on the one contained in Appendix B of 
Reference 2. The revision primarily reflects those changes 
necessary to accomplish the computer-controlled operation. 
The format has also been changed to distinguish between the 
logical categories of connections described in Section II C 
and to be consistent with the manufacturer's technical data 
sheets contained in Reference 4. 

The majority of connections are made with twisted pair 
wires: one green wire and one of a different color. The 
modules' twisted pair о consist of sockets which 
designate output signals, and plugs which designate inputs. 
Other common connectors are the 6-way programmer cables 
which link the Control Interface module to the other 
modules. The COMMENTS column of the wire list indicates 
what kind of connector is used, if it is not a twisted pair. 
Also, the plug and socket connector is indicated. The 
numbering of connections has been retained from Reference 2 


to provide for traceability between the two wire lists. 
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mae abbreviations 


listed below. 


Abbreviation 


ND... 
ЕЕ... 
ЭШЕ... 
DELY.. 
Ee rre. 


HIFI.. 


ED... 
и... 
ES... 
EMO... 


VFS.... 


used in the wirelist for the modules are 


Module 


.lD Auto Detector 
.Classifier-Collector 

.Control Interface 

Display 

.Function Computer 
.Field/Image/Feature Interface 
.Light Pen 

.MKl Frame Smasher 

.MS3 Standard Analyser 

.System Control 


ОЗТ ОТИ Frame and Scale 


127 


1D AUTO DETECTOR (10) Page 1 of 2 
t P/S Name Module # Name Coaaents 


HIGH LEVEL PROGRAMMING CONNECTIONS 


| S DETECTED VIDEO OUT SELECTED LP 7 DETECTED VIDEO IN (L) 
à S DETECTED VIDEO OUT ! 
3 S DETECTED VIDEO DUT 2 
4 S DETECTED VIDEO QUT 3 
3 S UNDETECTED SELECTED 
6 P — TRANSITION FROM | 
7 P TRANSITION FROM 2 
3 Р TRANSITION FROM 3 
9 P TRANSITION FROM ALL 10 REFERENCE PHASE 
10 P BLANK FRAME IN (L) МК! 10 0/Р 
lH S BLANK FRAME IN (R) TERMINATED 
12 P DATA OUT SELECTED (L) 
13 5 DATA QUT SELECTED (R) №53 26 FUNCTIONS DATA IN SELECTED 
14 S DATA OUT 1 
15 5 DATA OUT 2 
16 S DATA OUT 3 
17 S  CONTIGUITY OUT 
ig S X CONTISUITY KEY 
S REFERENCE PHASE 10 9 TRANSITION FROM ALL FLYING LEAD 
19 Р 816 FRAME IN (L) MKI 8 FRAME 2 (R) 
20 S BIG FRAME IN (R) OPU 7 BLANK FRAME IN 


CONTROL INTERFACE CONNECTIONS 


3t 9 PROGRAMMER CONTROLS CIF | A DETECTOR 6 WAY 
208 DETECTED CIF 2 А-1 

ЛЕР UNDETECTED DIE 3 8-32 

33 P LOAD A СІР 25 122 (1) 
34 P ЦВ CIF 29 1-4 (1) 
32 P k c INSERT FOR ó BIT CIF 29 [-8 (1) 
26 P INSERT FOR KEYBOARD CIF 37 K-32 


(1) These twisted pairs fora a û way cable. 


# P/S 


Naee 


STANDARD REAR CONNECTIONS 


nmin сэ “а сэ — C2) -O са “О сп wow wl 


BV FRAME (L) 

BY FRAME (К) 

SYNC (L) 

SYNC (К) 

DIGITISED VIDEO 

PK WHITE (L) 

PK WHITE (R) 

CLOCK (L) 

CLOCK (R) 

INTAR (L) 

INTAR (R) 

DETECTED DISPLAY (L) 
DETECTED DISPLAY (R) 
SCANNER VIDEO 

AUX VIDEO 

DISPLAY VIDEO 


1D AUTO DETECTOR (10) 


Module 8 
5Ү5 23 
VFS 9 

515 21 
VFS I5 
FIFI 10 
SYS 26 
SYS 32 
TERMINATED 
LP 12 
DPLY 7 

5Ү5 35 
DPLY 12 
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Name 


BY FRAME 

BV FRAME (L) 

SYNC 

SYNC (L) 

[MAGE DIGITISED IN 
PK WHITE 


CLOCK (R) 


DETECTED DISPLAY (R) 
DETECTED DISPLAY 
SCANNER VIDEO (L) 


DISPLAY 


Page 2 of 2 


Соваеп! 5 


20 WAY 


BNC 
BNC 
BNC 


# P/S Nase 


Module 


CLASSIFIER HIGH LEVEL PROGRAMMING CONNECTIONS 


CLASSIFIER FUNCTION IN (L) 
CLASSIFIER FUNCTION IN (R) 
CLASSIFIER OUTPUT | 
CLASSIFIER OUTPUT 2 
CLASSIFIER OUTPUT 3 
CLASSIFIER OUTPUT SELECTED 


y 


Q- сл 4» C № = 
س س‎ X» X» бю “о 


EU 
СС 


СЕ 


COLLECTOR HIGH LEVEL PROGRAMMING CONNECTIONS 


7 P COLLECTOR FUNCTION ! IN (L) 
8 S COLLECTOR FUNCTION 1 IN (R) 
P COLLECTOR FUNCTION 2 IN (L) 
9 COLLECTOR FUNCTION 2 IN (R) 
9 P COLLECTOR GATE IN 1 (І) 

10 S COLLECTOR GATE IN 1 (R) 

t1 P COLLECTOR GATE IN 2 (L) 
|25 COLLECTOR GATE IN 2 (R) 

13 P COLLECTOR GATE IN 3 (L) 

14 S COLLECTOR GATE IN 3 (R) 

15 P COLLECTOR GATE IN 4 (L) 

16 § COLLECTOR GATE IN 4 (R) 

17 P COLLECTOR GATE IN Š (L) 

18 S COLLECTOR GATE IN Š (R) 

19 S COLLECTED KEY OUT 

20 5 COLLECTED GATE OUT 

21 9 FUNCTIONS FUNCTION OUT 

22 5$ FUNCTIONS COLLECT OUT 

23 Р FUNCTIONS DATA IN 

24 5 FUNCTIONS SELECTED 


CONTROL INTERFACE CONNECTIONS 


33 S PROGRAMMER CONTROL COLLECTOR 
34 P PRBRMMR CONTROL CLASSIFIER (L) 
59 5  PRERMMR CONTROL CLASSIFIER (R) 
47 P SIZE DISTRIBUTOR 


CC 
FIFI 


M53 


БЕ 


CC 


FIFI 
MS3 
FIFI 


CIF 
CIF 


CIF 


CLASSIFIER COLLECTOR (CC) 


34 


22 


19 
27 


72 


82 


1-0 


Page Í of 2 
Nase Соваепіз 
FUNCTION QUT 20 МАЎ 
COLLECTOR FUNCTION І (L) 20 МАЎ 
COLLECTOR GATE IN 4 (L) 
CLASSIFIER FUNCTION IN (R) 20 МАЎ 
FEATURE FUNCTION IN (T) 20 WAY 
20 WAY 
20 WAY 
COUNT TO COLL GATE 
FIFI GATE OUT 
CLASSIFIER OUTPUT SELECTED 
COLLECT OUT (L) 
FUNCTIONS SELECTED 
FIELD DATA IN (TI) 
E COLLECTOR b WAY 
W CLASS SELECT 
Q CLASSIFIER 32 WAY 


# P/S 


Naae 


STANDARD REAR CONNECTIONS 


С -о Cry — “о со “ою бо “о со то со -о CD -9o CD -о Сэ “ою С “о 


V TRIG (L) 

V TRIG (R) 

CLOCK (L) 

CLOCK (А) 

HOLD (L) 

HOLD (8) 

DIVIDE BY 14 (L) 
DIVIDE BY 16 (R) 
RESET (1) 

RESET (R) 
COMPUTER DISPLAY (L) 
COMPUTER DISPLAY (R) 
FAIL (L) 

FAIL (R) 

WAIT 

FINISH 

SEP DISPLAY 

EXT BUSY (L) 

EXT BUSY (R) 

АСС (L) 

АСС (R) 


CLASSIFIER COLLECTOR (CC) Page 2 0f 2 


Module + 
VFS 12 
MS3 36 
FIF] 45 
CIF 76 
TERMINATED 
FIFI 5 
FC 13 
М53 50 
ig 2] 
SYS 14 


po 
үз 


з 


Name 


V TRIB (R) 
CLOCK (R) 


CLOCK (L) 
COLL HOLD 


COMPUTER DISPLAY (R) 
COMPUTER DISPLAY (L) 
FAIL 


FINISH FROM COLLECTOR 


АСС 


CONTROL INTERFACE (CIF) 
# P/S Nase Module t€ Nase 


HIGH LEVEL PROGRAMMING CONNECTIONS 


І 5 A DETECTOR 10 $1 PROGRAMMER CONTROLS 
25 А! Ша 29 DETECTED 
3 5 8-2 1) $0 UNDETECTED 
4 5 8B AMENDER 
2: 5Ш 
9: Б 
7 б (С STANDARD ANALYSER M53 47 PROGRAMMER CONTROL PLUG 
В 5 esI M53 45 INPUT 
$- 9. 0297 M53 46 PR 
10 5 0D AMENDER/STD ANALYSER 
ПУ Dat 
1275 [у 
15 5 Е COLEECTOR CC 33 PROGRAMMER CONTROL COLLECTOR 
t S ЕЗІ 
136 --E292 
55 РЕ ШЕ, 7273 PROGRAMMER CONTROLS 
l7 5S ШІ 
85 Б 
19 5 — B FUNCTION ANALYSER | FIF] 24 SOFTWARE CODES (T) 
а И 
25 8552 
22 5 H FUNCTION ANALYSER 2 
5 ПЫ 
o Ца 
25 5 І FUNCTION ANALYSER 3 1D 
(22 33 LOAD A 
1-4 34 LOAD B 
[-8 32 INSERT FOR 4 BIT 
їз El 
2/30 1552 
28 5 J FUNCTION ANALYSER 4 
ا‎ 
25 Б 


(1) This 6 way cable is formed by three twisted pairs. 


5-2 


Page 1 of 3 


Coaaents 


b WAY 


n" 


b WAY 


6 WAY 


6 WAY 


6 WAY 


6 WAY 


6 WAY (1) 


CONTROL INTERFACE (CIF) Page 2 of 3 
# P/S Nase Module # Naae Coaaents 
HIGH LEVEL PROGRAMMING CONNECTIONS (cont'd) 
mS К $ МАЎ 
32 5 К-| 
456 К-2 
45 К-4 
35 S К-8 
36 5 K-16 
3 5 K-32 10 26 INSERT FOR KEYBOARD 
ЕНЕ |» û НАУ 
9 S L-I! 
4< S 1-2 
415 L-4 
25 L-8 
MS 1-1 
4 5 1-32 
WS H б WAY 
4 S9  M-1 
5 1-2 
48 5 1-4 
49 5  M-8 
90 S #-18 
BEES MA 
SUMUS N b WAY 
93 S  N- 
54 5 | N-2 
55 5 1-4 
5 5 1-8 
275 N-ló 
5885 1-32 
80 P (0 AMENDER 32 WAY 
81 P  ? STANDARD ANALYSER NS3 53 SIZE DISTRIBUTION 32 WAY 
82 P @ CLASSIFIER СВ 47 SIZE DISTRIBUTOR 32 WAY 
83 P  R FORM SEPARATOR 32 WAY 
84 5 S/T VARIABLE FRAME 32 WAY 
71 S U STEP STAGE 
72 S | MW CLASS SELECT GE 34 PROGRAMMER CONTROL CLASSIFIER (L) 
7335 X EXT DISP CONTROL 


# P/S Name 


STANDARD REAR CONNECTIONS 


59 P =H TRIG (L) 

60 S  H TRIG (R) 

à) P PAUSE (L) 

62 5 РАЦЕ (8) 

63 Р RESET (L) 

64 5 RESET (R) 

65 5 AUTO 

à S WRITE 

$7 P — INT BUSY 

68 P EXT BUSY WHITE 
49 P EXT BUSY BLACK 
70 S FOOT SWITCH 

74 P HOLD (L) 

75 з НОО (А) 

J S COLL HOLD 

7] P = SLOW CLOCK 

78 5 CONTROL BUS 

79 P CALC/COMPUTER 


CONTROL INTERFACE (CIF) 


Module # 
SYS 29 
МК! 3 
FIFI 42 
SYS 13 
FIFI 47 
FIFI 49 
FIFI $2 
TERMINATED 
FIFI 44 
FC 17 
СС 29 
SYS 28 
TERMINATED 
PDP-11 


Page 3 of 3 


Naae Coaaents 


H TRIB 
H TRIB (L) 


"PAUSE (R) 


“RESET 


AUTO 


INT BUSY (R) 
EXT BUSY (R) 


HOLD (R) 
HOLD (L) 
HOLD (L) 
SLOW CLOCK 
40 WAY 
0811-С 40 WAY 


# P/S Naae 


HIGH LEVEL PROGRAMMING CONNECTIONS 


с СЛ ць C4 n» س‎ 


STANDARD 


nino о о 0 


с со “о СО 0 9 9 


TO oO 


LIVE FRAME IN 
BLANK FRAME IN 
FRAME BRIGHT UP | 
FRAME BRIGHT UP 2 
FRAME BRIGHT UP 3 
FRAME BRIGHT UP 4 


г 


REAR CONNECTIONS 


DETECTED DISPLAY 
COMPUTED DISPLAY 
NUMERICAL DISPLAY 
SCALE | DISPLAY 
SCALE 2 DISPLAY 
DISPLAY VIDEO 
COMPOSITE VIDEO TO 
EXTERNAL DISPLAY 
BLANK +10 
SYNC +16 
ERASE 


DISPLAY (DPLY) 


Module 


2853 


DPLY 
DPLY 
DPLY 
DPLY 


10 

855 
Га 
VFS 


215 
SYS 
SYS 


ша 


Каве 


LIVE FRAME IN (R) 
816 FRAME IN (R) 

FRAME BRIGHT UP 2 
FRAME BRIGHT UP | 
FRAME BRIGHT UP 4 
FRAME BRIGHT UP 3 


DETECTED DISPLAY (R) 
ANALYSER DISPLAY (R) 
NUMERICAL DISPLAY 
SCALE DISPLAY 


DISPLAY VIDEO 
BLANK +10 


SYNC +14 
ERASE 


FUNCTION COMPUTER (FC) 


# P/S Name Module # Naae Comments 


HIGH LEVEL PROGRAMMING CONNECTIONS 


1 Р VOLUME IN (L) 
S VOLUME IN (R) 
2 S$ FUNCTION OUT CC 1 CLASSIFIER FUNCTION IN (L) 20 WAY 
7 P INPUT NORMAL (L) MS3 7 SIZING IN NORMAL (R) 
8 5 INPUT NORMAL (R) ШИЕ 6 DET IN (T) 
9 P MODIFIED #17 (L) №53 9 SIZING IN MOD (R) 
10 5 MODIFIED +17 (R) TERMINATED 
CONTROL INTERFACE CONNECTIONS 
6 S PROGRAMMER CONTROL FIFI 24 SOFTWARE CODES (B) 
STANDARD REAR CONNECTIONS 
3 P EXTERNAL DRIVE (L) КЕЕ? EXTERNAL DRIVE 20 WAY 
S EXTERNAL DRIVE (R) 
& S FUNCTION CONTROL (L) ГІР) FUNCTION CONTROL 20 WAY 
5 Р FUNCTION CONTROL (R) 855 48 FUNCTION CONTROL 20 WAY 
li UP. БШЕК) VFS 14 CLOCK (R) 
12 $ CLOCK (8) TERMINATED 
lj P COMPUTER DISPLAY (І) CC 37 COMPUTER DISPLAY (R) 
[4 S COMPUTER DISPLAY (R) №53 51 ANALYSER DISPLAY (L) 
15 P ELT BUSY (L) 
lé S — EXT BUSY (R) 
17 P HOLD (L) ШЕ HOLD (R) 
18 S HOLD (R) 
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FIELD/IMAGE/FEATURE INTERFACE (FIFI) 
# P/S Nase Module Ë Naae 


HIGH LEVEL PROGRAMMING CONNECTIONS 


$ MEASUREMENT FIFI INCREMENT (L) 
P INCREMENT (L) EIEI MEASUREMENT 
1 9 INCREMENT (R) 
2 P 816 FRAME IN (L) VFS 1 BIG FRAME QUT - 
3 S BIG FRAME IN (R) МК! 5 FRAME 1 (L) 
4 P — FIELD DATA IN (T) CC 24 SELECTED 
з S FIELD DATA IN (B) SYS | DATA IN 
г DET IN (T) BE 8 INPUT NORMAL (R) 
fom DET IN (B) TERMINATED 
HENCE FRAME IN (TÀ 5 18 VARIABLE FRAME QUT 
3 5 FRAME IN (B) №53 29 LIVE FRAME IN (L) 
10 P IMAGE DIGITISED IN (T) 1D 25 DIGITISED VIDEO 
11 S IMAGE DIGITISED IN (8) 
12 P FEATURE FUNCTION IN (T) EC 8 COLLECTOR FUNCTION 1 IN (R) 
13 S FEATURE FUNCTION IN (B) 
14 TRANSFER MODE CENTER 


CONTROL INTERFACE CONNECTIONS 


23 S PROGRAMMER CONTROLS CIF 16 2 

24 5 SOFTWARE CODES (T) CIF 19 6 FUNCTION ANALYSER 1 
25 S SOFTWARE CODES (B) FC 6 PROGRAMMER CONTROL 
26 P SOFTWARE CODES 5 (T) 

27 S SOFTWARE CODES Š (B) 

28 Р SOFTWARE CODES 0 (Т) 

29 S SOFTWARE CODES 0 (B) 


oe 


Page 1 of 2 


Comments 


FLYING LEAD 


20 WAY 
20 WAY 
20 WAY 
20 WAY 
SWITCH 


б МАЎ 
6 WAY 
6 WAY 


1 P5 


Nane 


STANDARD REAR CONNECTIONS 


15 


Р 
5 
P 
5 
P 
3 
р 
5 
Р 
5 
5 
5 
В 
5 
5 
Р 
5 
Р 
5 
Р 
5 
P 
5 
Р 
5 
Р 
5 
Р 
5 
P 
Š 
5 
P 
5 


COUNT TO COL (L) 
COUNT TO COL (R) 
FAIL (L) 

FAIL (R) 

COLLECT OUT (L) 
COLLECT QUT (8) 
FINISH FROM COLLECTOR 
FIFI SATE OUT 
FUNCTION CONTROL (Т) 
FUNCTION CONTROL (8) 
EXTERNAL DRIVE 

DMA INPUT 

DMA OUTPUT 

AUTO TO SYST CONT 
FINISH TO MS3 

STORE (L) 

STORE (R) 

BV FRAME (L) 

BV FRAME (R) 

PAUSE (L) 

PAUSE (R) 

HOLD (L) 

HOLD (R) 

CLOCK (L) 

CLOCK (R) 

AUTO 

AUTO NO PROG 

INT BUSY (L) 

INT BUSY (К) 

EXT BUSY (L) 

EXT BUSY (R) 
FOOTSWITCH 

COMPUTER DISPLAY (L) 
COMPUTER DISPLAY (КІ 


FIELD/IMAGE/FEATURE INTERFACE (FIFI) 


Module # 
СС 22 
СС 4] 
СС 13 
ЕС 4 
ЕС 3 
PDP-11 
PDP-11 

SYS 18 
M53 49 
MS3 40 
МЕ5 10 
МК! | 
SYS 17 
CIF 61 
SYS 15 
CIF 74 
EG 28 
TERMINATED 
SYS 65 
CIF 87 
CIF 68 
TERMINATED 
CC 3b 


1 


Nane 


FUNCTIONS COLLECT OUT 


FINISH 


COLLECTOR GATE IN 3 (L) 


FUNCTION CONTROL (L) 


EXTERNAL DRIVE (L) 
081 1-8 

DR11-B 

AUTO 

FINISH 

STORE (R) 


BV FRAME (К) 
BV FRAME (L) 
PAUSE 

PAUSE (L) 
HOLD 

HOLD (L) 
CLOCK (R) 


AUTO 


INT BUSY 


EXT BUSY 


COMPUTER DISPLAY (L) 


Page 2 of 2 


Coaments 


20 WAY 
20 WAY 
20 WAY 


FLYING LEAD 


LIGHT PEN (LP) 
$ P/S Nase Module Ë Name 


HIGH LEVEL PROGRAMMING CONNECTIONS 


| S BLANK FRAME QUT 

2 S KEY QUT M53 12 KEYS 2 IN (L) 

3 P  BI6 FRAME IN (L) 5ү5 3 STD BIG FRAME OUT 

4 S BIG FRAME IN (R) LP 5 BLANK FRAME IN (L) 

5 P BLANK FRAME IN (L) LP 4 BIB FRAME IN (R) 

& 5 BLANK FRAME IN (R) VFS 5 STD BIB FRAME IN (L) 
7 P DETECTED VIDED IN (L) 10 l DETECTED VIDEO DUT SELECTED 
8 S DETECTED VIDEO IN (R) MSi 1 COINC 1 IN (L) 
CONTROL INTERFACE CONNECTIONS 

9 S AUTO TO SYSTEM CONTROL 

10 5 FOOT SWITCH 

STANDARD REAR CONNECTIONS 

11 P DETECTED DISPLAY (L) 

12 S DETECTED DISPLAY (R) 1D 38 DETECTED DISPLAY (L) 
13 P STORE (L) SYS 2 STORE 

14 S STORE (R) M3 3 STORE (L) 

15 P  CLOCK (L) SYS 33 CLOCK (C) 

l4 5 — CLOCK (R) М3 35 CLOCK (L) 

17 5 FOOT SWITCH IN TERMINATED 


FRAME SMASHER MK1 (MK1) 


# P/S Nase Module 4 Name Comssents 


HIGH LEVEL PROGRAMMING CONNECTIONS 


5 P FRAME I (L) FIFI 3 BIG FRAME IN (R) 
6 § FRAME 1 (R) МК! 7 FRAME 2 (L) 

7 P ЕВАМЕ 2 (1) MK 6 FRAME 1 (RI 

8 S FRAME 2 (R) 10 19 BIB FRAME IN (L) 
STANDARD REAR CONNECTIONS 

1 P BV FRAME (L) FIFI 40 BV FRAME (R) 

2 5 ВУ FRAME (R) | 

3 P  HTRIG (L) CIF 60 H TRIG (R) 

4 S 4H TRIG (R) 

9 S  GSMASHER МК! ON/OFF SWITCH 
10 $ 0 10 10 BLANK FRAME IN 
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STANDARD ANALYSER (M53) | Page 1 of 2 
# P/S Маше Module # Naae 


HIGH LEVEL PROGRAMMING CONNECTIONS 


COINC 1 IN (L) LP 8 DET VIDEO IN (R) 


COINC 1 IN (R) MS3 6 SIZING IN NORMAL (L) 
COINC 2 IN (L) 

COINC 2 IN (R) TERMINATED 

COINC EXTEND QUT 


-O со “з аз СЛ зь СЯ го -- 


MODIFIED VIDEO QUT P 

MODIFIED VIDEO QUT VP 

MODIFIED VIDEO LUT V+P 

MODIFIED VIDEO OUT VA MS; ó SIZING IN MOD (L) 

COUNT TO COLL GATE Ge 9 COLLECTOR GATE IN £ (L) 


P 
5 
Р 
5 
5 
P SIZING IN NORMAL (L) М53 2 COINC 1 IN (R) 
S SIZING IN NORMAL (R) EL 7 INPUT NORMAL (L) 
Р SIZING IN MODIFIED (L) MS3 33 MODIFIED VIDEO QUT VÀ 
S SIZING IN MODIFIED (R) ЕС 9 MODIFIED +17 
шае KEYS QUT MS3 11 KEYS (1) IN 
ВР КЕ №53 10 KEYS QUT 
ШЕН KEYS 2 IN IL) LP 2 KEY QUT 
Ша KEYS 2 IN (R) 
14 Р KEYS 3 IN (L) 
Боз KEYS 3 INR} 
l P GATE 1 IN (L) 
17 S GATE 1 IN (R) 
l8 P GATE 2 IN 
19 S COUNT OUT 
20 5 FUNCTIONS VERT INT 
21 S FUNCTIONS A 
22 S FUNCTIONS FORK COUNT 
23 S FUNCTIONS INT 
24 б FUNCTIONS PERIMETER 
25 S FUNCTIONS GATED COUNT 
26 P FUNCTIONS DATA IN 1D 13 DATA OUT SELECTED (R) 
27 S FUNCTIONS SELECTED CC 23 FUNCTIONS DATA IN 
28 P LIVE FRAME IN (L) І? FRAME IN (B) 
29 S X LIVE FRAME IN (R) DPLY І LIVE FRAME IN 
5 
5 
5 
5 
5 
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STANDARD ANALYSER (MS3) Page 2 of 2 
# P/S Naae Module # Naae Coasents 


CONTROL INTERFACE CONNECTIONS 


47 S PROGRAMMER CONTROL CIF 7 C STANDARD ANALYSER b WAY 

45 P INPUT CIF 8 C=! 

4b P PR DIE 9 0-32 

33 P k SIZE DISTRIBUTION CIE 8! P STANDARD ANALYSER 32 WAY 
STANDARD REAR CONNECTIONS 

39 P  CLOCK IL) LP 16 CLOCK (8) 

ja S CLOCK (R) CC 27 CLOCK (L) 

7 Р VTRI tL) 515 30 V TRIS 

38 5 V TRIG (К) VFS 11 V TRIS (L) 

39 Р ЭКЕЕ [Р 14 STORE (R) 

40 S STORE (R) RITE] STORE (L) 

41 P DIVIDE BY 14 (L) зз 16 DIVIDE BY 15 

42 S DIVIDE BY 16 (R) TERMINATED 

45 Р UNSYNC (L) SYS 20 UNSYNC 

44 5 — UNSYNC (R) 

48 5 FUNCTION CONTROL FC J FUNCTION CONTROL (R) 20 WAY 
49 Р FINISH ІЗІ А FINISH TO M53 

30 5 ҒАШ СС 38- FAIL (L) 

J! P ANALYSER DISPLAY (L) ЕС 14 COMPUTER DISPLAY (R) 

32 S ANALYSER DISPLAY (R) ОРУ 8 COMPUTED AMENDED/DISPLAY 
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SYSTEM CONTROL (SYS) Page 1 of 2 
+ P/S Маше | Module # Naae 


HIGH LEVEL PROGRAMMING CONNECTIONS 


1 Р DATA IN (L) ШЕ 2: DATA IN 

2 S DATA IN (R) TERMINATED 

5 б 510 816 FRAME QUT EF 3 BIG FRAME IN (L) 

4 5 STD SMALL FRAME QUT VFS 7 STD SMALL FRAME IN (L) 


CONTROL INTERFACE CONNECTIONS 


S PROGRAMMER CONTROLS SELECT ACC TERMINATED WITH FLYING LEAD 


STANDARD REAR CONNECTIONS 


S S LEFT 
S — READ TERMINATED WITH FLYING LEAD 
S INT TERMINATED WITH FLYING LEAD 
& P FLO (LEFT) 
7 S RIGHT 
в гр FLO (RIGHT) 
9 р INPUT BUSY 
0 $ EXT BUSY 
11 5 NUMERICAL DISPLAY DPLY 9 NUMERICAL DISPLAY 
12 S  FOOTSWITCH TERMINATED 
15 5 RESET CIF 63 RESET (L) 
14 S АСС CC 45 ACC (L) ' 
15 5 нш FIFI 43 HOLD 
16 $ DIVIDE BY 18 з 41 DIVIDE BY 16 
17 S PAUSE FIFI 41 PAUSE 
18 P AUTO FIFI 35 AUTO TO SYST CONT 
19 S ТМА 
20 5 UNSYNC му 43 UNSYNC 
215 9 10 23 SYNC (L) 
22 S SYNC +14 DPLY 15 SYNC *1à 
23 S ERASE DPLY 16 ERASE 
24 S STORE LP 13 STORE (L) 
25 S ВУ FRAME T 21 BV FRAME (L) 
26 S PK WHITE ID 27 PK WHITE (L) 
27 S ВАМ +10 DPLY 14 BLANK +10 
28 S SLOW CLOCK Е SLOW CLOCK 
29 5 НТІВ CIF 5% H TRIG (L) 
30 S V IRIE N3 3 V TRIG (L) 
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# Р/5 


STANDARD REAR CONNECTIONS 


Cry (сю СП (сю CO сю ص‎ 


Маве 


LINE 

CLOCK (L) 

CLOCK (С) 

CLOCK (R) 

SCANNER VIDEO (L) 
SCANNER VIDEO (R) 
SCANNER 
VIDICON/PLUMB ICON 
CO-ORDINATES 

MULTIPLE ACCUMULATORS 


(cont'd) 


SYSTEM CONTROL (SYS) 


Module # Nane 


1D 35 CLOCK (L) 
LP 15 CLOCK (L) 
VFS 13 ELOCK (L) 
10 41 SCANNER VIDEO 


PLUMBICON SCANNER 
PLUMBICON 


Page 2 of 2 


Coaaents 


BNC 
BNC 
32 WAY 
SWITCH 
32 WAY 
32 WAY 


VARIABLE FRAME AND SCALE (VFS) 
+ P/S Name Module 8 Naae 


HIGH LEVEL PROGRAMMING CONNECTIONS 


1 5 BIG FRAME OUT ЕНЕ 2 BIG FRAME IN (L) 

2 S SMALL FRAME OUT 

18 5 VARIABLE FRAME QUT FIFI 8 ЕКАМЕ ІМ (Т) 

3 P STD FRAME IN (L) VFS 8 STD SMALL FRAME IN- (R) 
45 STD FRAME IN (R) TERMINATED 

з Р STD BIG FRAME IN (L) LP ó BLANK FRAME IN (R) 

6 S STD BIG FRAME IN (R) TERMINATED 

7] P STD SMALL FRAME IN (L) Sm 4 STD SMALL FRAME QUT 

8 § STD SMALL FRAME IN (R) VFS j STD FRAME IN (L) 


STANDARD REAR CONNECTIONS 


9 P BV FRAME (L) 1) 22 BV FRAME (Rì 

10 5 ВУ FRAME (R) FIFI 39 BV FRAME (L) 

Ш Р NTI (L) MS3 38 у 1815 (8) 

12 5 ТВ (В) 704 V TRIG (L) 

t3 P CLOCK (L) SYS 3 CLOCKIR) 

t4 S CLOCK (R) FC L1 CLOCK (L) 

I5 P SYNC (L) ID — 28 — SYNC (R) 

là S — SYNC (R) | 
IJ G SCALE DISPLAY DPLY 10 SCALE t DISPLAY 


I3 
bf 
сл 


10. 


11. 


ко 


LIST COE REEERENGES 


Netzer, D.W. and Powers, J.P., Experimental Techniques 
for Obtaining Particle Behavior in Solid Propellant 
Combustions, paper presented at the Advisory Group for 
Aerospace Research and Development (AGARD) 66th A 
Specialists' Meeting on Smokeless Propellants, 
Florence, Italy, 11-13 September 1985. 


Klooster, L.A., Image Processing of Solid Propellant 
Combustion Holograms Using a Quantimet 720, M.S. Thesis 


Naval Postgraduate School, Monterey, California, 
December 1983. 


Netzer, D.W. and Powers, J.P., Particle Sizing n 
Rocket Motor Studies Utilizing Hologram Image 
Processing, Proceedings of the NASA Workshop on Data 
Reduction from Images and Interferograms, NASA/Ames 
Research Center, January 1985. 


Cambridge Scientific Instruments Ltd., IMANCO Quantimet 
720 Instruction Manual, (net сагес и 


Cambridge Scientific Instruments Ltd., Cuantimet 72e 
TL1151-OM, Juüúune 1970: 


Cambridge Scientific Instruments Ltd., Cuantimet 720 
Quantimet Link (FORTRAN) User's Guide, Publication 
377003/1, 15 November 1980. 


Digital Equipment Corporation, PDP-11 System User's 
Manual, April 1977. | 


Digital Equipment Corporation, DR11-C General Device 
Interface User's Manual, September 1976. 


Digital Equipment Corporation, DR11-B/DA11-B Manual, 
September 1974. 


Cambridge Scientific Instruments Ltd., Quantimet 72092 
Brief Introduction to System 23 пе е 


Cambridge Scientific Instruments Ltd., Quantimet 720 
Series 20 - System 23 Operator's Introduction, Issue 
3/PDW/June 1980. 


Cambridge Scientific Instruments Ltd., Quantimet 720 
Series 20 - System 23 User's Manual, Issue 3/PDW/June 
1980. 


146 


S. 


ва. 


MSS 


16. 


17. 


ВО. 


19. 


Z0. 


21. 


22. 


23. 


Cambridge Scientific Instruments Ltd., Quantimet 720 
кеке ОО = с сеп 236 Software Installation Notes, 
Issue 3/PDW/June ° 


Cambridge Scientific Instruments Ltd., Quantimet 720 
Control Interface Test Program User's Guide, Issue 
5.1/PDW/March 1980. 


Cambridge Scientific Instruments Ltd., Cuantimet 720 


F.I.F.I. (Field Image Feature Interface) System Test 


Program Description, Issue 5/GWJ/January 1980. 


Cambridge Scientific Instruments Ltd., Quantimet 720 


Field Image Feature Interface Test Procedure Using FIFI 
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